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FIELD OF THE INVENTION 


This invention relates generally to prosthetic devices and 
artificial limb and joint systems, including robotic, orthotic, 
exoskeletal limbs, and more particularly, although in its 
broader aspects not exclusively, to artificial feet and ankle 
joints. 


BRIEF DESCRIPTION OF THE DRAWINGS 


In the detailed description which follows, frequent refer- 
ence will be made to the attached drawings, in which: 

FIG. 1 depicts normal human ankle biomechanics for 
level-ground walking. 

FIG. 2 shows a typical ankle torque-angle behavior. 

FIG. 3 illustrates a typical ankle torque-velocity behavior. 

FIG. 4 depicts ankle torque-angle/velocity behavior for 
different walking speeds. 

FIGS. 5A and 5B depicts target stance phase behavior. 

FIG. 6 shows a model of the actuator with series and 
parallel elasticity. 
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FIG. 7 exploiting the parallel and series elasticity with an 
actuator. 

FIG. 8 depicts simulation of the required actuator output 
torque and power for different parallel springs. 

FIGS. 9A and 9B: linear models for the prosthesis. (a) 
rotary domain (b) translational domain. 

FIGS. 10A and 10B: comparisons of the maximum joint 
torque/power-speed characteristic of the prosthesis to that of 
the normal human ankle during walking. 

FIG. 11 depicts model to study the system output accel- 
eration. 

FIG. 12 depicts the system output acceleration of various 
transmission ratio and load mass. 

FIG. 13 depicts a model to study the system output 
acceleration with the unidirectional spring. 

FIG. 14 illustrates a system bandwidth analysis. 

FIG. 15 depicts simulation result for the large force 
bandwidth due to motor saturation. 

FIG. 16 illustrates a simulation result for the step response 

FIGS. 17A and 17B illustrates a mechanical design of the 
prosthesis. 

FIGS. 18A and 18B shows pictures of the actual proto- 
type. 

FIG. 19 shows schematics of the actual prototype. 

FIG. 20 depicts an experimental setup for the system 
characterization. 

FIG. 21 depicts the experimental open-loop step response. 

FIG. 22А illustrates a time domain plot for the chirp 
response and FIG. 22B is a detail of the time domain plot 
illustrated in FIG. 22A 

FIG. 23 depicts the experimental open-loop frequency 
response 

FIG. 24 shows a comparison of experimental open-loop 
frequency response of the system at different input forces. 

FIG. 25 depicts the overall control architecture of the 
prosthesis. 

FIGS. 26A, 26B and 26C contains block diagrams for the 
low-level servo controllers. 

FIG. 27 is a simulation of the closed-loop frequency 
response. 

FIG. 28 shows the finite-state control for a typical gait 
cycle. 

FIG. 29 shows the finite-state controller for level-ground 
walking. 

FIG. 30 shows schematics ofthe overall computer system. 

FIG. 31 depicts the sensors on the powered ankle-foot 
prosthesis. 

FIGS. 32A and 32B shows a mobile computing platform. 

FIGS. 33A and 33B illustrate step response of 1500 N and 
sine response in force of 1000 N at 5 Hz, respectively, 
tracking performance of the closed-loop force controller. 

FIG. 34 depicts the experimental closed-loop frequency 
response. 

FIG. 35 depicts the measured ankle angle, torque, power, 
and the gait states of a walking trial. 

FIG. 36 shows an experimental ankle torque-angle plot 
for the powered prosthesis. 

FIG. 37 depicts the measured ankle angle, torque, power, 
and the gait states of a walking trial. 

FIG. 38 shows an experimental ankle torque-angle plot 
for the powered prosthesis. 

FIGS. 39A to 39E shows examples demonstrating the 
prosthesis's capability of doing different amount of work in 
a gait cycle. 

FIG. 40 shows a simple model of bipedal walking. 

FIGS. 41, 42 and 43 illustrate examples of the powered 
prosthesis's torque-angle behavior. 
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FIG. 44 illustrates a study of metabolic energy consump- 
tion of an amputee participant. 

FIG. 45 depicts the metabolic cost of transport for three 
participants. 

FIGS. 46A and 46B depict the kinematics of ankle joints 
associated with the two experimental conditions. 

FIG. 47 depicts the kinematics differences of the ankle 
joint between the affected and un affected sides for the two 
experimental conditions. 

FIG. 48 depicts the average vertical ground reaction 
forces for both leading and trailing legs over one gait cycle. 

FIGS. 49A and 49B show comparisons of the external 
work done on the com by each limb for two experimental 
conditions. 

FIG. 50 shows comparisons of the metabolic cost of 
transport for a participant for different walking speeds. 

FIGS. 51A and 51B show a prototype ankle-foot pros- 
thesis. 

FIG. 52 shows a simple linear model of the prosthesis for 
the bandwidth analysis. 

FIG. 53 illustrates an experimental open-loop frequency 
response. 

FIG. 54 shows an experimental ankle torque-angle plot 
for the powered prosthesis across a single gait cycle with 
positive net work. 

FIG. 55 is a bar graph illustrating the metabolic cost of 
transport for three participants. 

FIG. 56 is a schematic of a training setup. 

FIG. 57 shows the neural network motor-intent estimator. 

FIG. 58 contains schematics of the computer system. 

FIG. 59 illustrates prosthetic ankle performance for level 
ground walking 

FIG. 60 illustrates prosthetic ankle stair-descent perfor- 
mance. 

FIG. 61A shows an example EMG recordings obtained 
during subject’s training procedure. 

FIG. 61B shows the resulting predictions of motor intent, 
obtained after the neural network has been trained 

FIG. 62 shows EMG and triggering waveforms. 

FIG. 63 shows waveforms of measured ankle angle, 
velocity, torque, and the gait states of a walking trial 

FIG. 64 shows an Active ankle device in which an imu 
attached at the shank measures absolute inclination and 
linear acceleration and a strain gauge on the shank measures 
contact forces. 

FIG. 65 is a diagram of a hybrid Markov observer 

FIGS. 66, 67 and 68 are right, cutaway and overhead 
views respectively of an ankle foot prosthesis. 

FIGS. 69, 70 and 71 are perspective, cross-sectional, 
overhead views respectively of an ankle foot prosthesis. 

FIGS. 72 and 73 are elevational views of a prosthesis in 
plantar flexed and dorsiflexed positions, respectively. 

FIGS. 74 and 75 are perspective and end views of an ankle 
foot prosthesis. 

FIGS. 76, 77 and 78 are perspective, overhead and 
cutaway views of a spring cage used in the arrangement seen 
in FIGS. 74-75. 

FIG. 79 is a perspective view of a prosthesis using a 
catapult design. 

FIG. 80 is a perspective view of an ankle foot system; 

FIGS. 81, 82 and 83 are views of the spring cage used in 
the system of FIG. 80. 

FIG. 84А illustrates human ankle-foot biomechanics for 
level ground walking. 

FIG. 84B shows kinematic and kinetic data for level 
ground walking. 


10 


15 


35 


40 


45 


55 


60 


65 


4 


FIG. 85 illustrates a control system architecture including 
an EMG processing unit. 

FIGS. 86А and 868 illustrate a finite-state controller for 
level ground walking. FIG. 86A shows desired prosthesis 
behavior for level ground walking for one gait cycle. FIG. 
86B illustrates a finite-state machine. 

FIGS. 87А and 87B illustrate finite-state control for stair 
descent. FIG. 87A shows desired prosthesis behavior for 
stair descent for one gait cycle. FIG. 87B illustrates a 
finite-state machine. 


DETAILED DESCRIPTION 


In the course of the following description, reference will 
be made to the papers, patents and publications presented in 
a list of references at the conclusion of this specification. 
When cited, each listed reference will be identified by a 
numeral within curly-braces indicating its position within 
this list. 

Today's commercially available below-knee prostheses 
are completely passive during stance, and consequently, 
their mechanical properties remain fixed with walking speed 
and terrain. These prostheses typically comprise elastic 
bumper springs or carbon composite leaf springs that store 
and release energy during the stance period, e.g. the Flex- 
Foot or the Seattle-Lite {A-1}{A-2}. 

Lower extremity amputees using these conventional pas- 
sive prostheses experience many problems during locomo- 
tion. For example, transtibial amputees expend 203096 more 
metabolic power to walk at the same speed than able-bodied 
individuals, and therefore, they prefer a slower walking 
speed to travel the same distance. Thus, their self-selected 
walking speed is normally 30-40% lower than the mean 
speed of intact individuals {A-3} {A-4}. Also, many clinical 
studies report that amputees exhibit an asymmetrical gait 
pattern {А-6} {А-7} {А-8}. For example, unilateral below- 
knee amputees generally have higher than normal hip exten- 
sion, knee flexion, and ankle dorsiflexion on the unaffected 
side. On the affected side, such individuals have less than 
normal hip and knee flexion during stance. Additionally, 
there is a significant ankle power difference between the 
affected and unaffected sides during ankle powered plantar 
flexion in walking. 

There are many differences between the mechanical 
behavior of conventional ankle-foot prostheses during the 
walking cycle and that of the human ankle-foot complex. 
Most notably, the human ankle performs more positive 
mechanical work than negative, especially at moderate to 
fast walking speeds {A-10}-{A-15}. Researchers hypoth- 
esize that the primary source of energy loss in walking is to 
“рау” for the redirection of the center of mass velocity 
during step-to-step transitions {A-17} {A-18} {A-19}. 
Researchers have shown that supplying energy through the 
ankle joint to redirect the center of mass is more economical 
than to exert power through the hip joint alone {A-17}{A- 
19}. These biomechanical results may explain why tran- 
stibial amputees require more metabolic energy to walk than 
intact individuals. Using a conventional passive prosthesis, 
a leg amputee can only supply energy through the hip joint 
to power center of mass dynamics, producing a pathological 
gait pattern {A-6} {A-7} {A-8}. 

It is hypothesized that the inability of conventional pas- 
sive prostheses to provide net positive work over the stance 
period is the main cause for the aforementioned clinical 
problems. The goal is to evaluate the hypothesis through 
development of a physical prototype of a ankle-foot pros- 
thesis 1 to demonstrate its benefits to a transtibial amputee 
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ambulation. The term “powered ankle-foot prosthesis” as 
used herein refers to an ankle-foot prosthesis that can 
provide sufficient net positive work during the stance period 
of walking to propel an amputee. 

Although the idea of a powered ankle-foot prosthesis has 
been discussed since the late 1990s, only one attempt has 
been made to develop such a prosthesis to improve the 
locomotion of amputees. Klute {A-20} attempted to use an 
artificial pneumatic muscle, called McKibben actuator to 
develop a powered ankle-foot prosthesis. Although the 
mechanism was built, no further publications have demon- 
strated its capacity to improve amputee gait compared to 
conventional passive-elastic prostheses. 

More recent work has focused on the development of 
quasi-passive ankle-foot prostheses {A-21} [A-22] {A-23}. 
Collins and Kuo {A-21} advanced a foot system that stores 
elastic energy during early stance, and then delays the 
release of that energy until late stance, in an attempt to 
reduce impact losses of the adjacent leg. Since the device did 
not include an actuator to actively plantar flex the ankle, no 
net work was performed throughout stance. Other research- 
ers {A-22}{A-23} have built prostheses that use active 
damping or clutch mechanisms to allow ankle angle adjust- 
ment under the force of gravity or the amputee’s own 
weight. 

In the commercial sector, the most advanced ankle-foot 
prosthesis, the Ossur Proprio Foot™ {A-1}, has an electric 
motor to adjust foot position during the swing phase to 
achieve foot clearance during level-ground walking. 
Although active during the swing phase, the Proprio ankle 
joint is locked during stance, and therefore becomes equiva- 
lent to a passive spring foot. Consequently, the mechanism 
cannot provide net positive power to the amputee. 

According to {A-6} {A-9} {A-26}, two main engineering 
challenges hinder the development of a powered ankle-foot 
prosthesis. 

Mechanical design: With current actuator technology, it is 
challenging to build an ankle-foot prosthesis that matches 
the size and weight of the human ankle, but still provides a 
sufficiently large instantaneous power and torque output to 
propel an amputee. For example, a 75 kg person has an 
ankle-foot weight of approximately 2.5 kg, and the peak 
power and torque output at the ankle during walking at 1.7 
m/s can be up to 350 W and 150 Nm, respectively {A-10} 
{A-12} {A-9}. Current ankle-foot mechanisms for human- 
oid robots are not appropriate for this application, as they are 
either too heavy or not powerful enough to meet the human- 
like specifications required for a prosthesis {A-27}{A-28}. 

Control system design: A powered prosthesis must be 
position and impedance controllable. Often robotic ankle 
controllers follow pre-planned kinematic trajectories during 
walking {A-27}{A-28}, whereas the human ankle is 
believed to operate in impedance control mode during stance 
and position control mode during swing {A-11}{A-12}. 
Furthermore, for the ease of use, only local sensing for the 
prosthesis is preferable, which adds extra constraints on the 
control system design. Finally, there is no clear control target 
or “gold standard” for the prosthesis to be controlled, against 
which to gauge the effectiveness. It is unclear what kind of 
prosthetic control strategy is effective for the improvement 
of amputee ambulation. 

Understanding normal walking biomechanics provides 
the basis for the design and control of the powered prosthe- 
sis. The biomechanics of normal human ankle-foot for 
level-ground walking are reviewed below, followed by an 
overview of conventional ankle-foot prostheses. Finally, the 
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typical locomotion problems experienced by the transtibial 
amputees using conventional prostheses are described. 

Walking is a highly coordinated behavior accomplished 
by intricate interaction of the musculo-skeletal system. 
Researchers have spent many efforts to understand the 
corresponding principle for human walking {A-29} {A-24} 
{A-10} {A-25} {A-31} {A-30}. Preliminary introduction to 
human walking can be obtained through Inman {A-24} and 
Perry {A-25}. Winter {A-10}{A-32}{A-33} also provides а 
detailed analysis of kinematic, kinetic and muscle activation 
patterns of human gait. 

The discussion below focuses on providing the basic 
concepts of human walking, in particular, the function of 
human ankle in the sagittal plane during level-ground walk- 
ing. Along the lines of the research in {A-11}-{A-14}{A- 
25l, the function of the human ankle is characterized in 
terms of simple mechanical elements, rather than using a 
complex biomechanical model. Such simple functional 
models motivate and simplify the design and control of the 
powered prosthesis. They also provide a means by which the 
performance of any artificial ankle could be measured 
against that of a biological ankle (A-11]. 

A level-ground walking gait cycle is typically defined as 
beginning with the heel strike of one foot and ending at the 
next heel strike of the same foot {A-24}{A-25}. The main 
subdivisions of the gait cycle are the stance phase (about 
60% of a gait cycle) and the swing phase (about 4096 of a 
cycle) (FIG. 1). The swing phase (SW) represents the 
portion of the gait cycle when the foot is off the ground. The 
stance phase begins at heel-strike when the heel touches the 
floor and ends at toe-off when the same foot rises from the 
ground surface. From {A-11} {A-12}, the stance phase of 
walking can be divided into three sub-phases: Controlled 
Plantar Flexion (CP), Controlled Dorsiflexion (CD), and 
Powered Plantar Flexion (PP). These phases of gait are 
described in FIG. 1. In addition, FIG. 2 shows the typical 
ankle torque-angle characteristics for a 75 kg person walk- 
ing at a self-selected speed (1.25 m/sec). The detailed 
descriptions for each sub-phase are provided below. 

Controlled Plantar Flexion (CP): CP begins at heel-strike 
and ends at foot-flat. Simply speaking, CP describes the 
process by which the heel and forefoot initially make contact 
with the ground. In {A-11} {A-12} {A-25}, researchers 
showed that ankle joint behavior during CP is consistent 
with a linear spring response with joint torque proportional 
to joint position. As can be seen in FIG. 2, segment (1)-(2) 
illustrates the linear spring behavior of the ankle. 

Controlled Dorsiflexion (CD): CD begins at foot-flat and 
continues until the ankle reaches a state of maximum 
dorsiflexion. Ankle torque versus position during the CD 
period can often be described as a nonlinear spring where 
stiffness increases with increasing ankle position. The main 
function of the human ankle during CD 15 to store the elastic 
energy necessary to propel the body upwards and forwards 
during the PP phase {А-11}-{А-15}. Segment (2)-(3) in 
FIG. 2 reveals the nonlinear spring behavior of the human 
ankle joint during CD. 

Powered Plantar Flexion (PP): PP begins after CD and 
ends at the instant of toe-off. Because the work generated 
during PP is more than the negative work absorbed during 
the CP and CD phases for moderate to fast walking speeds 
{A-10}-{A-15}, additional energy is supplied along with the 
spring energy stored during the CD phase to achieve the high 
plantar 11 flexion power during late stance. Therefore, 
during PP, the ankle can be modeled as a torque source in 
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parallel with the CD spring. The area W enclosed by the 
points (2), (3), and (4) shows the amount net work done at 
the ankle. 

Swing Phase (SW): SW begins at toe-off and ends at 
heel-strike. It represents the portion of the gait cycle when 
the foot is off the ground. During SW, the ankle can be 
modeled as a position source to reset the foot to a desired 
equilibrium position before the next heel strike. 

In summary, for level ground walking, human ankle 
provides three main functions: 

1. it behaves as a spring with variable stiffness from CP 
to CD; 

2. it provides additional energy for push-off during PP; 
and 

3. it behaves as a position source to control the foot 
orientation during SW. 

As revealed in FIG. 4, the net work done at the ankle joint 
is approximately zero for slow walking speed. This suggests 
that the normal human ankle can be modeled as a spring at 
slow walking speed (0.9 m/s). Approaching the fast walking 
speed (1.8 m/s), there is a dramatic increase in the quasi- 
static stiffness] of human ankle from CD to early PP, 
consequently, more net positive work has done at the ankle 
joint. This phenomenon motivates us to model the ankle 
behavior as a combination of a spring component and a 
constant offset torque source during PP. Details of the model 
description will be discussed below. 

Besides, it is shown that there is a lower bound (or offset 
value) in the quasi-static stiffness from CD to PP for all 
walking speeds (FIG. 4). Quasi-static stiffness is the slope of 
the measured ankle torque-angle curve of the human ankle 
during walking. This also motivates the design of using a 
physical spring, configured in parallel to the joint of the 
powered 

Conventional Ankle-Foot Prostheses 

Conventional ankle-foot prostheses used by lower limb 
amputees can be divided into two main categories: non 
energy-storing feet and energy-storing feet (or dynamic 
elastic response feet). A typical example of the non energy- 
storing feet is the Solid Ankle, Cushioned Heel (SACH) foot 
{A-2}. The SACH foot is composed of a rigid longitudinal 
keel with a solid ankle. A wedge of polyurethane foam 
provides cushioning in the heel section, with hyperextension 
of the rubber toe section possible during late stance. It was 
designed with the goal of restoring basic walking and simple 
occupational tasks and was once considered as the optimum 
compromise between durability and functional effective- 
ness, as well as being of reasonable cost in the early 80’s 
{A-2}. 

Energy-storing feet were introduced in the late 80’s due to 
the incorporation of modern lightweight, elastic materials 
into the design of ankle-foot prostheses. These prostheses 
were designed to deform during heel contact and mid-stance 
and rebound during late stance to simulate the “push-off” 
characteristics of a normal ankle. They were designed for 
very active unilateral or bilateral transtibial amputees to 
foster springy walking, running and jumping but may be 
used by all lower-limb amputees {А-2}. 

The most advanced ankle-foot prosthesis, the Ossur's 
Proprio Foot™ {А-1}, has an electric motor to adjust the 
orientation of a low profile Flex-foot during the swing phase. 
As its ankle joint is locked during stance, the prosthesis 
behaves equivalent to a typical energy-storing feet during 
the stance period of walking. 

Whatever, conventional ankle-foot prostheses can only 
partially restore the functions of a biological ankle-foot 
described in Section 2.1. A brief summary of functional 
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comparison between a biological ankle-foot and conven- 
попа! prostheses 18 shown below based on the results from 
{А-2}{А-10}{А-11}{А-12}. 

Normal human ankle has a larger range of movement than 
conventional passive-elastics prostheses. 

Normal human ankle stiffness varies within each gait 
cycle and also with walking speed. Although most conven- 
tional prostheses are designed to have stiffness variations 
within a gait cycle, these stiffness variations are limited and 
are only designed for a particular walking speed. 

Normal human ankle provides a significant amount of net 
positive work during the stance period of level-ground 
walking, stair ascent, and slope climbing. The conventional 
prostheses, including the Proprio Foot™, cannot provide 
any net positive work during stance. 

Normal human ankle behaves as a rotary damper during 
the early stance of stair descent to absorb a significant 
amount of impact energies/power {A-12}. Due to the pas- 
sive-elastic nature, most of conventional prostheses cannot 
absorb/dissipate such a large amount of energy during stair 
descent. Consequently, during stair descent, amputees need 
to place their prostheses on each step gently to minimize the 
impact and also use either their knee or hip joints to dissipate 
the extra energy {A-69}{A-68}. 

Transtibial Amputee Gait 

The gait of transtibial (or below-knee (B/K)) amputee 
subjects has been extensively studied by means of kinemat- 
ics and kinetics analysis, as well as energy cost techniques 
{A-6} {A-7} {A-8}. Results from these studies indicates 
that the transtibial amputee gait demonstrates a distinct 
different from the gait of an able-individual. This section 
focuses on the gait of unilateral transtibial amputees using 
the conventional passive-elastic ankle-foot prostheses. The 
following shows the common observations in amputee gait, 
compared to normal gait: 

The average B/K amputee’s self-selected speed (0.97 m/s) 
is slower than mean normal (1.3 m/s) {A-6}. 

Average stride length of an ВК amputee is slightly 
shorter, as compared to the mean normal {A-6}. 

There is a distinct asymmetry in B/K amputees’ gait. 

The range of ankle movement on the affected side (or 
prosthetic side) is smaller or limited, compared to that of the 
unaffected side {A-7}{A-8}. 

Hip extension moment on the affected side from early to 
mid-stance is greater than normal, that results in above- 
normal energy generation by the hip joint on the affected 
side. It is believed that this extra amount of energy is used 
to partially compensate the lack of active push-off in the 
prostheses {A-6} {A-8}. 

Due to the above-normal hip extension, the knee flexion 
moment on the affected side during early stance is below the 
mean normal value. Consequently, the power generated by 
the knee joint during the early stance are near zero {A-6} 
{A-8}. 

There is a significant ankle power difference between the 
affected and unaffected sides during ankle powered plantar 
flexion in walking {A-6} {A-7} {A-8}. 

Transtibial amputees are known to spend greater amounts 
of energy while walking than non-amputees do {A-3} {A-4} 
{A-5}. The magnitude of disparity appears to be dependent 
on the cause of amputation {A-37}{A-40}. Young adult 
traumatic amputee, while expending energy at a 25 percent 
greater rate than normal walking, accomplished only 87 
percent of the normal velocity. Due to lack the necessary 
physiological vigor and strength, dysvascular amputees 
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expended energy at a 38 percent greater rate than normal 
walking, while only accomplished 45 percent of the normal 
velocity. 

All the differences in the gait can be attributed to an 
attempt by the amputee to compensate for the missing 
prosthetic ankle-power generation by producing more power 
at the hip. Researchers also conducted experiments to study 
the effect of different ankle-foot prostheses, including the 
nonenergy-storing and energy-storing feet on amputee gait 
{A-7} {A-A-36} {A-35}. Although most amputee subjects 
comment that energy-storing feet are better than the non- 
energy-storing one, results from these studies indicate that 
there is no significant difference in amputee gait associated 
with these two kinds of prosthetic feet (e.g. SACH foot vs. 
Flex-foot). Although {A-39} has shown that traumatic 
amputee’s walking metabolic cost can be slightly improved 
when using energy-storing feet, in general, there is also no 
significant differences in amputee walking metabolic cost 
associated with these feet {A-38}{A-37}, 

Desired Ankle Behavior 

Regarding the control issues of the powered ankle-foot 
prosthesis, there is no clear control target or “gold standard” 
for the prosthesis to be controlled, against which to gauge 
the effectiveness. The following section proposes a stance 
phase control scheme that mimics the quasi-static stiffness 
behavior and power generation characteristics of the human 
ankle during steady state walking, called target stance phase 
behavior. It us hypothesized that an ankle-foot prosthesis 
using this control scheme increases a transtibial amputee 
walking economy. 

Target Stance Phase Behavior 

The key question for the control is to define a target 
walking behavior for the prosthesis. For the swing phase, the 
desired ankle behavior is just to re-position the foot to a 
predefined equilibrium position. For the stance phase con- 
trol, instead of simply tracking ankle kinematics, researchers 
{A-11} {A-12} {A-14} suggest that one simple way is to let 
the prosthesis mimic the “quasi-static stiffness”, that is the 
slope of the measured ankle torque-angle curve during 
stance. This quasi-static stiffness curve describes the energy 
(net work) flow characteristics between the human ankle and 
the environment during steady state walking. 

A leading goal of the stance phase control for the powered 
prosthesis is to mimic the quasi-static stiffness curve, so as 
to deliver net positive work to an amputee. Using the 
biomechanical descriptions in {A-11}{A-12}, the quasi- 
static stiffness curve (FIG. 5) can be decomposed into two 
main components: 

(1) a spring whose stiffness varies in a similar manner as 

the normal human ankle does in CP and CD; 

(1) a torque source that provides positive net work during 
late stance phase. The torque source is assumed to be 
active between points (4) and (3). Such a functional 
decomposition allows us to study the effect of perform- 
ing net positive work during stance on amputee ambu- 
lation independent of the stiffness variation. 

For the ease of experimentation and clinical evaluation, 
these two components are simplified and parametized and 
then used to provide the target stance phase behavior for the 
prosthesis as depicted in FIG. 5. Detailed descriptions for 
each component are summarized as follows: 

1. A torsional spring with a stiffness K,,,,;, that varies with 
the sign of the ankle angle Ө as follows. 
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When the ankle angle is positive, the stiffness value will 
be set to Kop. When the ankle angle is negative, the stiffness 
value will be set to Kap. 

2. А constant offset torque Av that models the torque 
source during PP. This offset torque will be applied in 
addition to the torsional spring Kap during PP. The torque 
threshold т,, determines the moment at which the offset 
torque is applied, indicated by the point (4) in FIG. 5. The 
total work done AW at the ankle joint by the torque source 
is 


Ar 


(3.2) 
Ka) 


Е 
AW =Ar( + 
Ср 


Тһе 


Трр 


Кср 


indicates the starting ankle angle at which the torque source 
is applied while 


Ат 
Кср 


represents the stopping ankle angle at which the control 
system stop applying the torque source to the ankle joint. 

Using the stance phase control scheme (FIG. 5), one can 
conduct experiment to study the clinical effect of a particular 
parameter value (e.g. KCP) to amputee ambulation. In 
particular, the control scheme facilitates the study of the 
clinical effect of performing the net positive work to ampu- 
tee ambulation because the amount of net positive work 
performed at the ankle joint can be controlled based on Eqn. 
(3.2). It is noted that the conventional passive prostheses 
only provide the spring behavior but fail to supply the 
function of the torque source to thrust the body upwards and 
forwards during PP. Our designed prosthesis eventually will 
provide both functions during stance. An ankle-foot pros- 
thesis that can provide the target stance phase behavior may 
improve a transtibial amputee walking economy. 

Mechanical Design and Analysis 

The discussion below presents a novel, motorized ankle- 
foot prosthesis, called the *MIT Powered Ankle-Foot Pros- 
thesis." This prosthesis exploits both series and parallel 
elasticity with an actuator to fulfill the demanding human- 
ankle specifications. The discussion begins by describing the 
design specifications of a powered ankle-foot prosthesis and 
then presents the overall design architecture of the proposed 
prosthesis. Several design analyses which guide the selec- 
tion of system components are presented, followed by a 
description ofthe physical embodiment of the prosthesis and 
present the experimental results for the system character- 
ization. 

Design Specifications 

Using the biomechanical descriptions presented above 
and the results from {A-11} {A-12} {А-24}, the design 
goals for the prosthesis are summarized as follows: 

the prosthesis should be at a weight and height similar to 
the intact limb. 

the system must deliver a large instantaneous output 
power and torque during push-off. 
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the system must be capable of changing its stiffness as 
dictated by the quasi-static stiffness of an intact ankle. 


the system must be capable of controlling joint position 
during the swing phase. 


the prosthesis must provide sufficient shock tolerance to 
prevent damage to the mechanism during the heel-strike. 


It is important to note that the prosthesis and controller 
designs are not independent. Rather, they are integrated to 
ensure that the inherent prosthesis dynamics do not inhibit 
controller’s ability to specify desired dynamics. In the 
remainder of this section, the target parameters for the 
design goals are outlined. 


Size and Weight: The height of normal human ankle-foot- 
shank complex (measured from the ground to the knee joint) 
is about 50 cm for a 75 kg person with a total height of 175 
сш {A-25}. In average, the level of amputations for a 
transtibial amputee is about two third of the length of normal 
human ankle-foot-shank complex, which is about 32 cm 
{A-2}. A rough estimation of the weight of the missing limb 
for that given height is around 2.5 kg. In fact, it is favorable 
to minimize the height of prosthesis because the shorter the 
length of a prosthesis is, the more amputees can fit to it. 


Range of Joint Rotation: The proposed range of joint 
rotation for the prosthesis is based on normal human ankle 
range of motion during walking {A-24}. The maximum 
plantarflexion (20-25 degrees) occurs just as the foot is lifted 
off the ground, while the maximum dorsiflexion (10-15 
degrees) happens during CD. 


Torque and Speed: According to {A-11}{A-12}, the mea- 
sured peak velocity, torque, and power of the human ankle 
during the stance period of walking can be as high as 5.2 
rad/s, 140 Nm, and 350 W, respectively (FIG. 3). Rather than 
just satisfying the peak conditions, the maximum torque- 
speed characteristic of the prosthesis is designed to bracket 
that of the human ankle during walking. 


Torque Bandwidth: The torque bandwidth is computed 
based on the power spectrum of the nominal ankle torque 
data for one gait cycle. The torque bandwidth is defined at 
the frequency range over which covers 70% of the total 
power of the signal. Analyzing the normal human ankle data 
in {A-12}, the torque bandwidth was found to be about 3.5 
Hz in which the ankle torque varies between 50 to 140 Nm. 
The goal is to design a torque/force controller whose band- 
width is larger than the specified torque bandwidth (3.5 Hz). 
More specifically, this controller should be able to output 
any torque level between 50-140 Nm at 3.5 Hz. It implicitly 
suggests that the large force bandwidth of the open-loop 
system need to be much larger than 3.5 Hz, otherwise, the 
inherent prosthesis dynamics may inhibit controller’s ability 
to specify desired dynamics. 


Net Positive Work: In the literature, the average values of 
the net positive work done at the ankle joint for medium and 
fast walking speeds of a 75 kg person are about 10 J and 20 
J, respectively {A-11} {A-12}. 

Offset Stiffness: The offset stiffness during CD is obtained 
by computing the average slope of the measured human 
ankle torque-angle curve of the human ankle during CD 
{A-11} {A-12}. The mean value of the offset stiffness is 
about 550 Nm/rad and is applicable to a large range of 
walking speed from 1 m/s to 1.8 m/s. 
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A summary of the parameters values of the above design 
goals are provided in the following table: 


TABLE 4.1 


Design Specifications 


Weight (kg) 2:5 
Max. Allowable Dorsiflexion (deg) 15 

Max. Allowable Plantarflexion (deg) 25 

Peak Torque (Nm) 140 

Peak Velocity (rad/s) 5 
Peak Power (W) 350 
Torque Bandwidth (Hz) 3.5 

Net Work Done (1) 10 J at 1.3 m/s 
Offset Stiffness During CD (Nm/rad) 550 


Overall Mechanical Design 

It is challenging to build an ankle-foot prosthesis that 
matches the size and weight of an intact ankle, but still 
provides a sufficiently large instantaneous power output and 
torque for the powered plantarflexion { А-6}{ А-9}. Typical 
design approaches {A-27}{A-28} that use a small-sized 
actuator along with a high gear-ratio transmission to actuate 
ankle-foot mechanism may not be sufficient to overcome 
these design challenges for the two reasons. First, due to the 
high transmission ratio, this approach may have difficulty in 
generating a large instantaneous output power because the 
effective motor inertia has significantly increased by N2, 
where N is the gearing reduction ratio. Second, the large 
reduction ratio also reduces the system’s tolerance to the 
impact load. During walking, there is a substantial amount 
of impact load applying on the prosthesis during the heel- 
strike. This may cause damage to the transmission. 

The design approach uses a parallel spring with a force- 
controllable actuator with series elasticity to actuate an 
ankle-foot mechanism. The parallel spring and the force- 
controllable actuator serve as the spring component and the 
torque source in FIG. 5, respectively. The prosthetic ankle- 
foot system requires a high mechanical power output as well 
as a large peak torque. The parallel spring shares the payload 
with the force-controllable actuator, thus the required peak 
force from the actuator system is significantly reduced. 
Consequently, a smaller transmission ratio can be used, and 
a larger force bandwidth is obtained. The series elasticity is 
also an important design feature for the ankle-foot prosthesis 
as it can prevent damage to the transmission due to shock 
loads, especially at heel-strike. 

The basic architecture of the mechanical design is shown 
in FIG. 6. As can be seen, there are five main mechanical 
elements in the system: a high power output dace. motor, a 
transmission, a series spring, a unidirectional parallel spring, 
and a carbon composite leaf spring prosthetic foot. The first 
three components are combined to form a force-controllable 
actuator, called Series-Elastic Actuator (SEA). A SEA, pre- 
viously developed for legged robots {A-41} {A-42}, con- 
sists of a dc motor in series with a spring (or spring structure) 
via a mechanical transmission. The SEA provides force 
control by controlling the extent to which the series spring 
is compressed. Using a linear potentiometer, we can obtain 
the force applied to the load by measuring the deflection of 
the series spring. 

In this application, the SEA is used to modulate the joint 
stiffness as well as provide the constant offset torque fit. As 
can be seen in FIG. 7, the SEA provides a stiffness value 
КСР during CP and a stiffness value Kap, from CD to PP. 
From points (4) to (3), it supplies both the stiffness value 
КСР1 and a constant, offset torque fit. 

Due to the demanding output torque and power require- 
ments, a physical spring, configured in parallel to the SEA, 
is used so that the load borne by the SEA is greatly reduced. 
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Because of the reduced load, the SEA will have a substan- 
tially large force bandwidth to provide the active push-off 
during PP. To avoid hindering the foot motion during swing 
phase, the parallel spring is implemented as an unidirec- 
tional spring that provides an offset rotational stiffness value 
Kpr only when the ankle angle is larger than zero degree 
(FIG. 7). 

To further understand the benefits of the parallel spring, a 
simulation was conducted to illustrate the effect of the 
parallel spring to the reduction of the actuator output torque 
and power. In the simulation, kinematics of the normal 
human ankle (FIG. 8a) was applied to the prosthesis 
depicted in FIG. 6, while the prosthesis were required to 
output a similar torque and power profiles as the normal 
human ankle does for a gait cycle. Assuming that the 
force-controllable actuator (SEA) in the prosthesis is a 
perfect torque source and is able to output any given torque 
trajectory. If there is no parallel spring, the actuator output 
torque and power behavior have to be the same as the that 
of normal human ankle. When the stiffness of the parallel 
spring was increased, the actuator output torque and power 
were significantly reduced. (FIG. 8). For example, in the 
simulation, the required peak actuator output power (174 W) 
with К”,=300 rad/s was about 35% less than the case (265 
W) without the parallel spring. Furthermore, with that 
parallel spring, the peak output torque was reduced from 118 
Nm to 60 Nm. In addition, the positive work done by the 
actuator was reduced from 18.3 J to 11.8 J. Although 
increasing the parallel spring stiffness can substantially 
reduce the actuator peak output torque and power, the 
stiffness of the parallel spring should not be set above the 
nominal offset stiffness. If the parallel spring is too stiff for 
the amputee user, the force controllable actuator may need 
to provide negative stiffness to compensate the excess 
stiffness of the parallel spring. 

The elastic leaf spring foot is used to emulate the function 
of a human foot that provides shock absorption during foot 
strike, energy storage during the early stance period, and 
energy return in the late stance period. A standard prosthetic 
foot, Flex Foot LP Vari-Flex {A-1} is used in the prototype. 

System Model 

A linear model is proposed in FIGS. 9A and 9B that is 
sufficient to describe the essential linear behavior of the 
prosthesis. The model is adopted from the standard SEA 
model {A-42}, except that this model is applied to a 
rotational joint system and also include a unidirectional 
parallel spring into the model. Referring to the FIG. 9A, the 
motor is modeled as a torque source Tm with a rotary 
internal inertia Im, applying a force to the series spring ks 
through a transmission R. The damping term bm represents 
the brush and bearing friction acting on the motor. x and 0 
are the linear displacement of the series spring and the 
angular displacement of the ankle joint, respectively. 

In this model, we assume the foot is a rigid body with 
negligible inertia because it is relatively very small com- 
pared to the effective motor inertia, i.e., Text=rF's where Text 
and r are the moment arm of the spring about the ankle joint 
and the torque exerted by the environment to the prosthesis. 
This model ignores the amplifier dynamics, nonlinear fric- 
tion, internal resonances, and other complexities. 

For simplicity, we then convert the model into transla- 
tional domain (see FIG. 44(Ь)). Me, Be, and Fe represent the 
effective mass, damping, and linear force acting on effective 
mass, respectively. These components are defined as fol- 
lows: Me-L,R, Ее=Т„В, Be-B,,R. The equation of motion 
becomes: 
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МА-В8Х-ЕАР, (4.1) 
F,-k,(0-x) (4.2) 
while the total external torque or total joint torque 
ТЕ, 0<0 (4.3) 


Тас 
i POR 0-0 


Egns. (4.1) and (4.2) are the standard dynamic equations 
for a SEA {A-42}. Бап. (4.3) reveals that with the parallel 
spring, less spring force Ез is required for a given total joint 
torque. This model is used to guide the design and control 
analysis presented below. 

Design Analysis 

In this section, both steady-state and dynamic design 
analyses are proposed to guide the design of the powered 
prosthesis. These analyses focus on designing the prosthesis 
to satisfy the torque-speed characteristic and torque band- 
width requirement specified in Section 4.1. The steady-state 
analysis assists in designing the maximum torque-speed 
characteristic of the prosthesis to bracket that of the human 
ankle during walking. The dynamic analyses guides us to 
select the system components (e.g. series spring) to maxi- 
mize the prosthesis output acceleration and meet the torque 
bandwidth requirement. The details of the analyses are 
described as follows. 

Steady-State Analysis for Design 

The purpose of the steady-state analysis provides a cal- 
culation on the maximum torque/power-speed characteristic 
of the prosthesis. This help us select the actuator and 
transmission for the prosthesis such that its maximum 
torque/power-speed characteristics can match with that of an 
intact ankle (FIG. 3). This analysis focuses on the effect of 
the actuator saturation and transmission ratio to the maxi- 
mum torque-speed characteristic, thus the effect of the 
parallel spring, series spring, and the frictional loss in the 
brush motor are not taken into account in this analysis. The 
actuator and transmission selection will then be verified 
using the dynamic analysis discussed in Section 4.4.2. With 
this assumption, the ankle joint torque becomes Text=rRTm. 
Because motors have limits to the instantaneous torque and 
velocity output capabilities, a motor’s performance is gen- 
erally bounded by 


Тыв) < TM — of (4.4) 


сотах 


where Т,, о, 1,4% ©. are the motor torque, motor 
velocity, motor stall torque, and maximum motor velocity, 
respectively. Let Rora TR be the total transmission ratio of 
the system. Then the torque-speed characteristics of the 
prosthesis is bounded by 


Tex 


Тез (0) = Кот ын Кад) 


сотах 


(4.5) 


If we define a torque trajectory Т,(0) that represents the 
normal human ankle torque-speed characteristic as shown in 
FIG. 3, the design goal is to have T,,,(0) always greater than 
Т,(0) for any given velocity or 


ext 
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T,0) < Tor (È) VÒ 46) 
ie А 
= Rial TA — Road Z| Yû (47) 


Eqn. (4.7) demonstrates the primary design goal of the 
prosthesis, i.e., the selection of the motor and transmission 
values for the prosthesis should always satisfy Eqn. (4.7). 
Practically, there are many other engineering factors that 
may reduce the maximum torque output of the actual 
prototype such as frictional loss, stiction, current saturation 
of motor amplifier, and geometry of the transmission, it is 
favorable to have the maximum output torque at least two 
times larger than the required one. FIGS. 10A and 10B 
shows a simulation of the maximum torque/power-speed 
characteristics of the prosthesis with different total trans- 
mission ratios. In the simulation, a d.c. brush motor from 
Maxon, Inc with a part number RE-40 was used. Its stall 
torque and the maximum angular velocity of the motor are 
up to 2.5 Nm and 7580 rpm, respectively. To Eqn. (4.7), we 
used a transmission ratio R~3560 and moment arm r=0.0375 
m, i.e. Rtotal=133. As indicated in Fig. (a), the contour of the 
maximum torque profile of the designed prosthesis was 
always larger than that of the normal human ankle. Further- 
more, the power output characteristics of the prosthesis was 
designed to match with that of the intact ankle during 
walking, where they both output peak power around 3 rad/s. 
It was also found that the maximum allowable transmission 
ratio is about 142. Eqn. (4.7) will not be satisfied for any 
Кы; larger than 142 for the given motor. 


Dynamic Analysis for Design 


Satisfying the torque/power-speed constraint in the 
steady-state analysis is the basic design requirement for the 
prosthesis. However, it does not guarantee that the prosthesis 
is actually capable of mimicking the normal ankle behaviors 
in the dynamic condition. This section explores the system 
output acceleration and its relationship to the choice of the 
transmission ratio and parallel spring and the output force 
bandwidth of the prosthesis in the consideration of motor 
saturation. 


System Output Acceleration 


The primary performance measure for a powered ankle- 
foot prosthesis is determined by how fast the prosthesis can 
output a constant offset torque At to an amputee user during 
PP. The key to maximizing the step response performance is 
to maximize the system output acceleration. According to 
{A-49}{A-51}, there are two basic principles of maximizing 
the system output acceleration for a given load: (a) If the 
source inertia is adjustable, the source inertia should be 
minimized; (b) For a given source inertia, select a transmis- 
sion ratio such that the input and output impedance of the 
system can be matched. However, in practice, motors always 
have a finite inertia which is not adjustable. Thus, in general, 
the second approach is normally used to maximize the 
system output acceleration in machine design. 


The model shown in FIG. 11 represents the prosthesis 
driving a fixed load mass M and provides insights into the 
effect of the load mass and the transmission ratio to the 
output acceleration for a given actuator torque and internal 
inertia. The effect of the parallel, series elasticity, the fric- 
tional loss in the system will be considered later in this 
section. 
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The dynamic equation of this model can be written as 


ü- Tn Кора 
MË + LR2 


total 


(4.8) 


where КК. Differentiating Eqn. (4.8) with respect to 


Кш gives the optimal transmission ratio 
"ma (4.9) 
Кор = Ip 


The maximum output joint acceleration 6,,,,, for a given 
actuator effort is 


(4.10) 


FIG. 12 shows the system output acceleration of various 
transmission ratios and load masses. In this simulation, the 
motor inertia Im=134 g-cm2 and load mass from 25-75 kg. 
Using the optimal transmission ratio does not guarantee that 
the system can fulfill the torque-speed constraints specified 
in Eqn. (4.7). It is noted that for a given motor inertia, the 
optimal transmission ratio is always larger than the allow- 
able transmission ratio (Rtotal-142) obtained in Section 
4.41. 

According to {A-51}, adding the frictional loss or damp- 
ing term into the model will only lower the peak accelera- 
tion, but not significantly change the overall relationship 
between the transmission ratio and the output acceleration 
for a given actuator effort as shown in FIG. 12. 

The effect of the model with parallel elasticity can be 
described using the model in FIG. 13. Consider the case 
when the motor drives the load mass forward while the 
unidirectional spring has been preloaded by an angle до. The 
instantaneous system acceleration can then be written as 


хо ТаКоа + К,К,0, (4.11) 


МР + „КЁ? 


total 


Besides the term КрЕрбо due to the parallel spring, Eqn. 
(4.11) is exactly the same ав Eqn. (4.8). This term allows the 
system to output the acceleration with less actuator effort. In 
other words, the system can generate higher peak accelera- 
tion for a given actuator effort. In addition, differentiating 
Eqn. (4.11) w.rt Rosay will give us the same optimal trans- 
mission ratio as described in Eqn. (4.9). 

The series spring affect the dynamic behavior of the 
system. Generally speaking, adding a series spring degrades 
performance properties of the prosthesis such as the system 
output acceleration and system bandwidth {A-42}. In the 
next section, some basic principles that guide the selection 
of the series spring to satisfy the desired dynamic require- 
ments are discussed. 

Large Force Bandwidth of the System 

Before designing any controllers for a SEA, we need to 
guarantee that the system will not run into any saturation or 
system limitation within the operating range of the torque 
level and bandwidth. One suggested index to measure the 
limitation of the system’s dynamic performance is the “large 
force bandwidth” {A-42}. Large force bandwidth is defined 
as the frequency range over which the actuator can oscillate 
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at a force amplitude Fsmax due to the maximum input motor 
force, Fsat {A-42}. The series elasticity substantially 
reduces the system bandwidth at large force due to motor 
saturation. The stiffer the spring is, the higher SEA band- 
width is at large force. The design goal is to select a proper 
series spring ks such that the large force bandwidth of the 
SEA is much greater than the required force bandwidth in 
Table 4.1. 


To study the large force bandwidth, both ends of the 
prosthesis are fixed (see FIG. 14), consequently, the parallel 
spring does not affect the dynamic of the system. 

The spring force Fs is considered as the system output. 
This system is a standard SEA with fixed end condition 
{A-42}. The transfer function Gfixed(s) between the input 
Fe and output force Fs of the system is defined as: 


k, 
= Mes? + B.S +k, 


F, (4.12) 
Gfixea(S) = Е 


The motor saturation сап be thought of as a input motor 
force F,,, in parallel with parallel with a damper of а 
appropriate damping ratio 


Fat 
Ве = — 
sat Уш 
where F av V,„, are the maximum motor force and velocity 
due to the motor saturation, respectively. They are defined as 
Рае КТБ and 
С. 
Уш = UR 


Incorporating the damping term B, into the Eqn. (4.12), the 
transfer function that describes the large force bandwidth is: 


тах 
FS 


Fa F, 
хи Mes? + (В, + 


ks (4.13) 


where F,” is the maximum output force. As can be seen in 
Eqn. (4.13), the large force bandwidth is independent of the 
control system, but depends on the intrinsic system dynam- 
ics that are determined by the choices of the motor, trans- 
mission ratio, and the spring constant. 


FIG. 15 graphically shows the large force bandwidth of 
the system. In the simulation, ks was set to be 1200 kN/m, 
while the same motor parameters and transmission ratio 
were used as in Section 4.4.1. The corresponding model 
parameters for Eqn. (4.13) were computed and are shown in 
Table 5.1. The value of the frictional loss Be was based on 
a measurement from the actual prototype (see Section 4.5.2). 
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TABLE 4.2 


Model Parameters 


Parameters 
Fsar Vsar Me В, 
Values 7654N 0.23 m/s 170 kg 8250 Ns/m 


As shown in FIG. 15, the estimated large force bandwidth 
of the system without the parallel spring is 3.6 Hz at 120 
Nm, which is slightly larger than the required force band- 
width of the system (3.5 Hz). Note that the lower the 
required force, the larger the force bandwidth. 

Although this simulation only described the output force 
bandwidth for a fixed-end condition, it can also provide 
some insights into the effect of the parallel spring on the 
system bandwidth. According to Eqn. (4.3), the parallel 
spring shared some of the payloads of the SEA, and the 
required peak force for the system was significantly reduced. 
For example, given Rp=0.0375 m, kp=380 rad/s, 0—10 rad, 
Text-120 Nm, the required peak torque for the SEA is only 
50 Nm, and the estimated force bandwidth (9.4 Hz) becomes 
almost three times larger than the designed one. In practice, 
it is favorable to design a system whose large force band- 
width is several times larger than the required bandwidth as 
there are many factors that can substantially reduce the large 
force bandwidth, such as unmodeled friction. 

FIG. 16 shows the step response of the prosthesis at 
Fe-Fsat. Due to the velocity saturation of the motor, the 
system response is highly over-damped. The settling time of 
the step response is about 0.2 seconds. 

Design Procedure 

Below is some suggested procedures/guidelines on the 
design of the prosthesis. 

1 Select a motor and transmission ratio that can fulfill the 
steady-state requirements in Section 4.4.1. 

2 Check the system output acceleration using the sug- 
gested motor and transmission ratio using the analysis in 
Section 4.4.2. Make sure that the suggested motor and 
transmission can provide sufficient system output accelera- 
tion, otherwise re-do step (1). 

3 Select the series spring stiffness that have a large force 
bandwidth larger than the required one in Table 4.1, other- 
wise re-do step (1) and (2). 


Physical Embodiment 


FIGS. 17A and 17B, 18A and 18B and 19 show the CAD 
Model, images, and the schematics of the actual prototype, 
respectively. The specifications for the current design and 
the design specifications are compared in Table 4.3. The 
current design specifications were estimated based on the 
system components and the simulation results in Section 
4.5.1. 


ТАВГЕ 4.3 


A summary of the specifications for the current design 


Desired Value Current Design 


Weight (kg) 2.5 2.9 
Length (m) N/A 0.3 
Max. Allowable Dorsiflexion (deg) 15 20 
Max. Allowable Plantar flexion (deg) 25 25 
Peak Torque (Nm) 140 330 
Peak Velocity (rad/s) 52 6 
Peak Power (W) 350 500 
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TABLE 4.3-continued 


A summary of the specifications for the current design 


Desired Value Current Design 
Torque Bandwidth (Hz) 3.5 9 
Offset Stiffness (Nm/rad) 550 380 


Component Selection and Implementation Actuator and 
Transmission 

The first step in the design is to select an actuator and a 
transmission to satisfy the torque/power-speed requirements 
of the human ankle (FIGS. 10А and 108). In the design, a 
150 W d.c. brushed motor from Maxon, Inc (КЕ-40) was 
used because its peak power output (500 W) is much larger 
than the measured peak power in human ankle during 
walking (350 W). Furthermore, it only weighs 0.45 kg and 
its stall torque and the maximum angular velocity of the 
motor are up to 2.5 Nm and 7580 rpm, respectively {A-44}. 

Using the results in FIGS. 10A and 10B, the system 
required to have a total transmission ratio Rtotal=133 for the 
given motor and torque-speed constraint. To implement the 
drive train system, a 3 mm pitch linear ballscrew and a 
timing-belt drive transmission (ratio=1.7:1) between the 
motor and the ballscrew were used, i.e. R~3560. The trans- 
lational movement of the ballscrew causes an angular rota- 
tion of the ankle joint 

FIG. 19 is a schematic of the actual prototype. Torque is 
transmitted from motor through timing-belt drive, to the 
ballnut of the ballscrew. The rotational motion of the ballnut 
is converted to linear motion of the ballscrew along the line 
passing through the pins Jl and 13. This linear force is 
transmitted via rigid link P3 into a compression force on the 
series springs ks. The other end of the spring pushes on the 
structure P2 that is attached to joint J2 via a moment arm 
г=0.0375 m and the series spring (FIG. 178). The transmis- 
sion design of a planetary gearhead with a bevel gear (А-26) 
was not adopted to implement the drive train because the 
peak torque requirement of an intact ankle often exceeds the 
torque tolerance of the planetary gearhead. Furthermore, 
using such a transmission combination often makes the 
height of the prosthesis taller than the existing one. 

Series Spring 

According to {A-42}, the selection of the series spring is 
mainly based on the large force bandwidth criteria. The 
stiffer the spring 15, the higher the SEA bandwidth is at large 
force. The goal 15 to choose a series spring such that the large 
force bandwidth of the SEA is at least two or three times 
greater than the required force bandwidth. 

Based on the results in FIG. 15, a series spring was 
selected with a spring constant ks equal to 1200 kN/m. With 
the proposed series and parallel springs, the large force 
bandwidth of the prosthesis 15 almost 3 times larger than the 
required one (FIG. 15). Of course, we can always choose a 
stiffer series spring to further boost up the system perfor- 
mance, however, it will lower the system's ability in shock 
absorption and stability of the interaction control {A-42}{A- 
52}. Furthermore, the stiffer the series spring is used, the 
more precise measurement of the linear displacement of the 
series spring is required. This requires for the development 
of a very high quality analog electronics to sense the linear 
displacement of the series spring. Regarding the above 
tradeoffs of using a stiffer spring, we decided to use the 
proposed spring constant for the series spring. 

The series spring was implemented by 4 compression 
springs which were preloaded and located on the foot (FIGS. 
10A and 10B). A detailed descriptions of the ankle mecha- 
nism is discussed in {A-26}. 
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Parallel Spring 

A linear parallel spring kp with a moment arm Rp in FIG. 
6 provides a rotational joint stiffness K,,. (also written as 
K T 

Р 


K, =k) RY (4.14) 


The goal is to properly select the moment arm and the 
spring constant in order to provide the suggested offset 
stiffness in Table 4.1. In the physical system, due to the size 
and weight constraints, kp and Rp were chosen to be 770 
KN/m and 0.022 m, respectively. Consequently, KPr=385 
rad/s. Because this value is smaller than the suggested 
stiffness (550 rad/s), the SEA supplements the required joint 
stiffness (see FIG. 7). In FIG. 15, the simulation result 
suggests that the current design of the parallel spring is 
necessary to meet the force bandwidth requirement of the 
prosthesis. 

As shown in FIGS. 17A and 17B, the parallel spring was 
implemented by 4 separate die springs (each with a spring 
constant equal to 192 Nm/m), two on each side of the 
structure. There are cables wrapping around a pulley 
(Rp=0.022 m) on each side to stretch the die springs when 
the joint angle are larger than zero degree. 

System Characterization 

This section presents the experimental results of the study 
of the open-loop characteristics of the physical prototype. 
The main goals of the experiment are (1) to see to what 
extent the proposed linear model can predict the actual 
system behaviors (see FIG. 14); and (2) to obtain the actual 
system parameters including Me and Be. During the experi- 
ment, both ends of the prosthesis were fixed and the parallel 
spring was disengaged (see FIG. 20). The prosthesis was 
controlled by an onboard computer (PC104) with a data 
acquisition card and the dc motor of the prosthesis was 
powered by a motor amplifier. A linear potentiometer was 
installed across the flexion and extension of the series 
springs to measure their displacement and was used to 
estimate the output force. 

Both open-loop step response and the frequency response 
tests were conducted on the actual system. The result of the 
open-loop step response is shown in FIG. 21. As was 
illustrated, there was about 8 ms time delay in the system. In 
addition, the actual step response decayed immediately right 
after the first overshoot. This discrepancy would seem to 
stem from the stiction effect of the SEA {A-42}. The settling 
time of the open-loop step response was 80 ms. 

To measure the frequency response of the system, a chirp 
signal was applied directly to the motor. The chirp had an 
amplitude of 4.66 A and varied from 0.01 Hz to 30 Hz in 30 
seconds. The force associated with the input current was 
calculated based on the motor specifications and the trans- 
mission ratio. The output force was obtained by measuring 
the deflection of the series spring (see FIG. 22). An open 
loop Bode plot was plotted for the system based on the 
input-output from the chirp command (FIG. 23). 

In general, the experimental results matched with the 
simulation of the spring-mass-damper system in FIG. 23. 
The measured resonance frequency of the system at an input 
force Fe=1000 N (or input torque T=37.5 Nm) was about 
10.4 Hz. The parameters Me and Be were estimated by 
fitting a second-order model to the measurement data, i.e. 
М7е=250 kg, B^e-8250 Ns/m. 

It is also observed that the low frequency gain of the 
open-loop frequency response of the actual system did not 
remain constant, compared to the simulated one. This dis- 
crepancy would seem to stem from the stiction effect of the 
SEA {A-42}. Furthermore, the actual frequency response 
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started to roll off earlier than the simulated response. This 
suggests that there is an extra pole at high frequency in the 
actual system, which may be due to the combination of the 
velocity saturation of the motor and motor amplifier satu- 
ration. 

FIG. 24 shows a comparison of experimental open-loop 
frequency response of the system for different input forces 
Fe. As described in Section 4.4.2, when the output/spring 
force increased, the system performance decreased due to 
the motor saturation. The actual open-loop force bandwidth 
of the prosthesis at Fe=1500 N (56.25 Nm) was 12.6 Hz, 
which is sufficiently larger than the required force/torque 
bandwidth (FIG. 15). 

Discussion 

Feasibility of the Model 

In general, it was shown that the proposed second-order 
model can capture the dominant dynamic behaviors of the 
actual system. Incorporating an extra pole at high frequency 
(>11 Hz) may better describe the actual system with motor 
amplifier saturation. Given the force bandwidth requirement 
(3.5 Hz) in this application, the second-order model is still 
sufficient for our application and can be used for control 
system design. 

Furthermore, as expected, for a small output force and 
low frequency movement, the actual system behaved non- 
linearly due to the stiction and slacking in the transmission. 
In fact, it is challenging to model such kind of nonlinearity 
precisely {A-45}. 

Definitely, to obtain a precise control over the prosthesis, 
further study on the topics of stiction and high-order model 
description for the actual system is required. As a main 
concern is to ensure that the prosthesis can provide a 
sufficient amount of power to test the hypothesis, the study 
of the stiction effect is limited for the purpose of improving 
the peak power output of the system. The next section 
discusses control system techniques to partially compensate 
the stiction in the transmission to augment the system 
performance. 

Design Architecture 

The prosthetic ankle-foot system requires a high mechani- 
cal power output at a large peak torque. To achieve this, a 
parallel spring with a force-controllable actuator with series 
elasticity is used. The parallel spring shares the payload with 
the force-controllable actuator, thus the required peak force 
from the actuator system is significantly reduced. Conse- 
quently, a smaller transmission ratio can be used, and a 
larger force bandwidth is obtained. 

It is always interesting to see if there is any alternative 
architecture that can satisfy the design requirement. In fact, 
some researchers {A-46}{A-47} have suggested applying 
the catapult concept for the development of the powered 
ankle-foot prosthesis/orthosis, through the usage of a series 
elastic actuator. They have shown that this method can 
maintain power optimizations to Уз of direct drive needs at 
a weight 8 times less than that for a direct drive solution 
{A-47}. 

However, this method requires a long soft series spring for 
energy storage which may make the packaging problem 
harder. Furthermore, a non-backdrivable transmission is 
required that lowers down the efficiency of system. In the 
future, it may be useful to compare and analyze the effi- 
ciency of these two approaches and it may lead to a more 
energy efficient design architecture. 

Besides, the basic architecture of parallel and series 
elasticity may also prove useful for other types of assistive 
devices that require both high power and torque output, such 
as a hip-actuated orthosis {A-59}. 
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Control System Design 

This discussion below presents a control system architec- 
ture that allows the prosthesis to mimic the target stance 
phase behavior and begins by describing the overall archi- 
tecture of the system. Then, the development of three basic 
low-level servo controllers is presented. A finite state 
machine that manages the low-level servo controllers to 
provide the target stance phase behavior during each gait 
cycle is presented. Finally, the implementation of the con- 
troller and the results of basic gait test used to evaluate the 
performance of the controller are described. 

Overall Control System Architecture 

Finite-state control approach are usually used in locomo- 
tion assistive/prosthetic devices such as A/K prostheses 
{A-9} {A-54}-{A-57} because gait is repetitive between 
strides and, within a stride, can be characterized into distinct 
finite numbers of sub-phases. According to Section 2.1, 
human ankle also demonstrates such kind of periodic and 
phasic properties during walking. This motivates the usage 
of a finite-state controller to control the powered prosthesis. 

Referring to Section 3.1, the finite-state controller should 
be designed to replicate the target stance phase behavior. In 
order to apply the finite-state control approach to solve this 
problem, the control system needs to fulfill the following 
requirements: 

The control system must have three types of low-level 
servo controllers to support the basic ankle behaviors: (i) a 
torque controller; (ii) an impedance controller; and (iii) a 
position controller. 

The finite-state controller must have sufficient numbers of 
states to replicate the functional behaviors for each sub- 
phase of human ankle during walking. 

Local sensing is favorable for gait detection and transition 
among states. The finite-state controller uses these sensing 
information to manage the state transitions and determine 
which low-level servo controller should be used to provide 
proper prosthetic function for a given state condition. 

In this project, a control system with a finite-state con- 
troller and a set of low-level servos controllers was imple- 
mented. The overall architecture of the control system is 
shown in FIG. 25. As can be seen, the control system 
contained the suggested low-level servo controllers to sup- 
port the basic human ankle functions. Furthermore, only 
local sensing variables, including ankle angle, ankle torque, 
and foot contact were used for state detection and transition. 
In addition, it also had a finite state machine to manage and 
determine the transitions among the low-level servo con- 
trollers. The finite state machine comprised a state identifi- 
cation and a state control. The former was used to identify 
the current state of the prosthesis while the latter was used 
to execute the predefined control procedure for a given state. 

The following sections discuss the development of the 
low-level servo controllers, followed by the design of the 
finite state machine. 

Low-Level Servo Controllers 

Standard control techniques were used to design the 
controllers and hence the design of the each low-level servo 
controllers is only briefly discussed in the following sec- 
tions. 

Torque Controller 

А torque controller was designed to provide the offset 
torque and facilitate the stiffness modulation. The primary 
design concern is to satisfy the bandwidth constrain speci- 
fied in Table 4.3. A torque controller was proposed, that used 
the force feedback, estimated from the series spring deflec- 
tion, to control the output joint torque of the SEA {А-42} 
(FIGS. 26A, 26B and 26C). 
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The torque/force controller D(s) was essentially imple- 
mented based on a PD control law: 


6.1) 


where te, Vm are the output torque error and input voltage to 
the motor amplifier, respectively. Furthermore, KF and BF 
are the proportional gain and damping of the control law, 
respectively. A simple dominant pole filter s+pp was incor- 
porated into the controller because often, the measured force 
signal is very noisy and must be filtered before a derivative 
may be taken. The pole p of the controller was set to 100 Hz 
(188.5 rad/s), which is sufficiently larger than the dominant 
frequency of the human ankle during normal walking. In 
practice, this was also found to be useful to prevent the 
instability occurred during the transition from a free end 
condition to a fixed end condition {A-48}. Using the pure P 
or PD control, if the prosthesis hit a hard boundary such as 
the end stop of the prosthesis, it bounced back due to the 
large impact force seen in the sensor (spring) and eventually 
exhibited limit cycles. The proposed filter was thought to 
“filter out the components of the signal which were exciting 
the unstable dynamics" {A-48}. 

The desired motor force (or input voltage Vm) was then 
sent to the motor amplifier to create a force on the motor 
mass. A current/torque-controlled mode servomotor was 
adopted using the current/torque-controlled mode, for a 
given desired force (or input voltage Vm), the motor ampli- 
fier outputs a current im into the motor according to an 
amplifier gain Ka. The input motor force Fe(s) is equal to 
RKtKaVm(s), where Kt is the torque constant of the motor. 


If Ktotal-RKtKa that converts voltage into input motor 
force, i.e. Fe(s)-KtotalVm(s). 


Using the controller D(s) and open-loop model with the 
fixed-load condition in Eqn. 4.12, the close-loop transfer 
function between the actuator force output Fs and the 
desired output force Fd can be written as: 


(5.2) 


(Kr + BFS 2 


ҮЕР Коа бух (5) 


Ра 


Fs 1 + (Kr + Врз 


0) 


The controller gains were chosen based on the standard 
root-locus technique to obtain reasonable force control per- 
formance. KF and BF were set to be 4 and 20. A simulation 
of the frequency response of the closed loop system is shown 
in FIG. 27. To convert the actual force into voltage, a gain 
Kfv was multiplied to the controller D(s) in the simulation. 
All the parameter values for the controller have been listed 
in Table 5.1. 


As indicated in FIG. 27, the bandwidth of the closed-loop 
system (57.6 Hz) was shown to be much larger than the 
required bandwidth (3.5 Hz). In practice, due to the velocity 
saturation of the motor and motor amplifier saturation, the 
actual closed-loop can be significantly less than the expected 
one. 
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ТАВГЕ 5.1 


Controller Parameters 


Parameters 
Ке Br р Ka 

Values 4 20 100 Hz 3.6 A/V 
Parameters K, | Кн, T 
Values 0.0603 Nm /A 713 N/V 0.0013 V/N 0.03 
Parameters b. K, K; 
Values 0.31 1 10 

Impedance Controller 

An impedance controller was designed to modulate the 


output impedance of the SEA, especially the joint stiffness. 
The impedance controller consisted of three main compo- 
nents: (1) Outer position feedback loop, (2) Inner loop force 
controller, and 

(3) feedforward friction compensation (FIG. 26B). The 
outer loop impedance controller was based on the structure 
of the “Simple Impedance Control”, proposed by Hogan 
{A-49}{A-50}. The key idea behind the impedance control 
is to use the motion feedback from the ankle joint to increase 
the output joint impedance. The controller or desired output 
impedance of the SEA in S-domain is defined as follows: 


Ta(s) (5.3) 


24(5) = 506) = 


2 
5 


where td, Ка, Bd are the desired SEA output joint torque, 
stiffness, and damping, respectively. Taking into the consid- 
eration of the parallel elasticity, the total joint impedance is 


(ва + к) 0-0 Om 


Гоа = Ka K? 
(s n 3 0>0 
5 


Due to the intrinsic impedance (e.g. friction and inertia), 
the actual output impedance consists of desired output 
impedance due to the controller plus that due to the mecha- 
nism. For this reason, the aforementioned torque controller 
was incorporated into the impedance controller to reduce the 
effect of the intrinsic impedance. Although increasing the 
gain KF can shadow the intrinsic impedance (e.g. friction or 
inertia) in the mechanism, it may trigger instability when the 
system couples to certain environments at high gain {A-48} 
{A-53}. One way to augment the torque controller without 
violating the stability criteria is to use a model-based friction 
compensation term Fr(s). A standard feedforward friction 
compensation term was applied into the torque controller 
and defined as: 


пут оваа бн, 

where fc, be are the Coulombic force constant and damping 
coefficient, respectively {A-45}. All these parameters were 
identified using experimental data. 

Position Controller 

Astandard PD-controller H(s) was proposed to control the 
equilibrium position of the foot during swing. Then, the 
input voltage Vm(s) to the motor amplifier is V, (s)-K,(0,— 
0)-K50, where КІ and K2 are the proportional and deriva- 
tive terms of the controllers. 


(5.5) 
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Finite-State Controller 

A finite-state controller for level-ground walking was 
implemented to replicate the target ankle behavior (FIG. 28). 
The controller comprises of two parts: stance phase control 
and swing phase control. Each part of the controller contains 
three states and the details are discussed as follows. 

Stance Phase Control 

Three states (CP, CD, and PP) were designed for stance 
phase control. The stance phase control for a typical gait 
cycle is graphically depicted in FIG. 28. Detailed descrip- 
tions for each state are shown below. 

CP begins at heel-strike and ends at mid-stance. During 
CP, the prosthesis outputs a joint stiffness], КСР to prevent 
foot slapping and provide shock absorption during heel- 
strike. 

CD begins at mid-stance and ends right before PP or 
toe-off, depending on the measured total ankle torque 
Tankle. During CD, the prosthesis outputs a joint stiffness, 
KCD to allow a smooth rotation of the body, where 
KCD=Kpr+KCD1. 

PP begins only if the measured total ankle torque, Tankle 
is larger than the predefined torque threshold, tpp, i.e. 
Tankle>tpp. Otherwise, it remains in state CD until the foot 
is off the ground. During PP, the prosthesis outputs a 
constant offset torque, At superimposing the joint stiffness, 
KCD as an active push-off. 

KCP, KCD, tpp, and At are the main parameters affecting 
the ankle performance during the stance phase control. In 
particular, the offset torque is directly related to the amount 
of net work done at the ankle joint. These parameter values 
were chosen based on the user’s walking preference during 
experiments. 

Swing Phase Control 

Another three states (SW1, SW2, and SW3) were 
designed for the swing phase control (see FIG. 28). Descrip- 
tions for each state are shown below. 

SW] begins at toe-off and ends in a given time period, tH. 
During SW1, the prosthesis servos the foot to a predefined 
foot position, toe-off for foot clearance. 

SW2 begins right after SW1 and finishes when the foot 
reaches zero degree. During SW2, the prosthesis servos the 
foot back to the default equilibrium position to prepare for 
the next heel-strike. 

SW3 begins right after SW2 and ends at the next heel- 
strike. During SW3, the controller resets the system to 
impedance control mode and output a joint stiffness, KCP. 

It is important to have state SW3 in the swing phase 
control to ensure the control system operating in impedance 
mode before heels-strike. Because the heel-strike event 
happens very quickly, there is not enough time for the 
control system to switch from position control mode to 
impedance control mode during heel-strike. The time period, 
tH and predefined foot position at toe-off were all tuned 
experimentally. 

Sensing for State Transitions 

During state transition and identification, the system 
mainly relied on four variables: 

Heel contact (H). H-1 indicates that the heel is on the 
ground, and vice versa. 

Toe contact (T). Т=1 indicates that the toe is on the 
ground, and vice versa. 

Ankle angle 

Total ankle torque (Тш) 

АП these triggering information can be obtained using 
local sensing; including foot switches to measure heel/toe 
contact, ankle joint encoder to measure the ankle angle, and 
the linear spring potentiometer to measure joint torque. The 
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hardware implementation of these local sensing will be 
discussed in the next section. The finite-state control dia- 
gram indicating all triggering conditions is shown in FIG. 
29. 

Controller Implementation 

In this section, the electronics hardware used for imple- 
menting the proposed controller onto the MIT powered 
ankle-foot prosthesis, including sensing and computing plat- 
form, is described. This system platform provides a test bed 
for testing a broad range of human ankle behaviors and 
control systems experimentally. 

Computer System Overview 

FIG. 30 shows the schematics of the overall computer 
system. The computer system contained an onboard com- 
puter (PC104) with a data acquisition card, power supply, 
and motor amplifiers. The system was powered by a 48V, 
4000 mAh Li-Polymer battery pack. Custom signal condi- 
tioning boards amplified sensor (linear pot) reading and 
provided a differential input to the data acquisition board, in 
order to minimize common mode noise from pick-up in the 
system. А custom breakout board interfaced the sensors to 
the D/A board on the PC104 as well as provided power to the 
signal conditioning boards. 

PC104 and Data Acquisition 

The PC used was a MSMP3XEG РС/104 from Advanced 
Digital Logic, Inc. It was a miniature modular device that 
incorporated most of the major elements of a PC compatible 
computer in a small form factor. It was fitted with a 
PENTIUM III 700 MHz processor. 

A PC/104 format multifunctional I/O board (Model 526) 
from Sensory Co. was connected to the PC/104. It had 8 
differential analog inputs, 2 analog outputs, and 4 quadrature 
encoder counters. Matlab xPC Target was used to run the 
algorithm for real-time control and data acquisition. The 
Matlab xPC real-time kernel was installed and run on the 
PC/104 (remote PC). A model was created using Simulink 
Matlab xPC Target, which allowed I/O blocks to be added to 
the model. The model was compiled on the host PC using 
Matlab Real-Time Workshop and a С++ compiler created 
executable code. The executable code was downloaded from 
the host PC to the target PC via TCP/IP and the code was run 
on the target in real-time. Data were recorded by using the 
xPC host scopes in the Simulink model. During the program 
running, the target PC (PC104) could communicate with the 
host computer via Ethernet. The host computer could send 
control commands and obtain sensory data from the target 
PC104. The dc motor of the prosthesis was powered by a 
motor amplifier (Accelnet Panel ACP-090-36, V=48 volts, 
Ipk=36 A) from Copley Controls Corp. 

Sensors 

Three state variables, including heel/toe contact, ankle 
angle, and joint torque, were measured to implement the 
proposed finite-state controller. A 5 kohm linear potentiom- 
eter is installed across the flexion and extension the series 
springs to measure their displacement. A 500-line quadrature 
encoder (US digital, inc.) is positioned between the parent 
link mounting plate and child link mounting plate to mea- 
sure the joint angle of the prosthetic ankle. Six capacitive 
force transducers were placed on the bottom of the foot: two 
sensors beneath the heel and four beneath the forefoot 
region. FIG. 31 describes the sensors on the powered 
prosthesis. 

Mobile Computing Platform 

А mobile computing platform that allowed us to conduct 
untethered walking experiments outside the laboratory is 
shown in FIGS. 32A and 32B, the mobile platform was 
mounted on an external frame backpack. Most of the elec- 
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tronic components were mounted on the platform, including 
a PC104, a power supply, I/O Cards, and a motor amplifier. 
Using cabling, the prosthesis was connected to the I/O board 
and motor amplifier on the platform. 

Both step response and frequency response tests were 
conducted on the physical prototype to understand the 
closed-loop performance (with fixed end condition) of the 
torque/force controller described in Section 5.2.1. The same 
bench test setup was used as described in FIG. 20, in which 
both ends of the prosthesis were fixed on the ground rigidly. 

The proportional and derivative gains of the controller 
were tuned experimentally by examining the step response 
of the actuator. FIG. 33 shows the controller response to 
track a step force of 1500 N and a sine wave in force of 1000 
N at 5 Hz. The corresponding parameters used in the actual 
were listed in Table 5.1. The simulation can fairly predict the 
step response of the actual system. To prevent instability 
occurring during the contact with different environments, 
the controller gain KF was set to a relative small value, 
consequently, the steady state error of the closed-loop con- 
trol (about 25%) is quite large (see FIG. 33(a)) One 
resolution to this problem was to adjust the desired force by 
a factor of the steady state error. It has been applied in the 
experiment of tracking the sine wave in force. 

To determine the closed-loop bandwidth of the control 
system, a sine wave chirp in force (500 N) was applied from 
0.01 Hz to 40 Hz in 40 seconds. FIG. 34 shows both the 
experimental and theoretical closed loop Bode plots. The 
measured and theoretical resonance peak were at 21.4 Hz 
and 51.3 Hz, respectively. Due to the amplifier saturation, 
the measured frequency response started to roll off much 
earlier than the simulated one. However, this controller is 
still sufficient for our application because the required force 
bandwidth is only 3.5 Hz. 

Initial Gait Test 

Before testing three unilateral amputee participants, a 
substantial amount of basic gait tests were conducted with 
the device on a healthy, bilateral below-knee amputee to 
evaluate the performance, stability, and robustness of the 
controller. The amputee wore the powered prosthesis on his 
right leg and a conventional passive below-knee prosthesis 
(Ceterus, from Ossur, Inc.) on the left leg. During the 
experiment, the amputee participant was requested to walk 
along a 6 foot-long walkway at a self-selected speed. He 
communicated desired controller parameters such as stiff- 
ness values to a separate operator during the walking trials. 
The results of the basic gait study proved that the proposed 
finite state machine performed robustly and was capable of 
mimicking the target stance phase behavior. In the next 
sections, the results of the gait tests for two kinds of system 
responses (Virtual Spring Response and Active Mechanical 
Power) to illustrate the actual performance of the control 
system. 

Virtual Spring Response 

FIG. 35 shows real time data for one gait cycle of a 
walking experiment in which the powered prosthesis was 
controlled to output a virtual spring response. Аз was 
proposed in FIG. 29, the system went through the state 
sequence 1-2-0 for each gait cycle under the virtual spring 
condition (see FIG. 35d). The corresponding ankle torque- 
angle behavior is shown in FIG. 36. This experimental result 
demonstrates the system's capacity to track the desired 
stiffness during CP and CD. As can be seen, the actual 
stiffness curve is slightly off from the desired curve by 
approximately 3 Nm because, in the physical system, the 
engagement position of the unidirectional parallel spring 
was not exactly equal to zero degree, or the equilibrium 
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position. This error caused the motor system to pre-load the 
spring at the equilibrium position. 

It was expected that the measured stiffness curve would 
show fluctuations during heel strike because the control 
system was not designed to satisfy such demanding band- 
width requirements during heel-strike. This justifies the use 
of a SEA as the force-controllable actuator because with 
series elasticity, even if the movement of the prosthesis is 
much faster than the bandwidth of the control system, the 
prosthesis can still behave as a spring to prevent any impact 
shock to the transmission {A-42}. Furthermore, there is a 
heel spring in the compliant foot (Flex-foot) of the proposed 
prosthesis to reduce additional impact. The subject partici- 
pant never complained about the performance of the ankle 
during heel-strike. 

Active Mechanical Power 

FIG. 37 shows real time data for one gait cycle of a 
walking experiment in which the powered prosthesis was 
controlled to deliver positive net work during stance. The 
system went through a longer state sequence 1-2-3-4-5-0 
than that under the virtual spring condition (FIG. 374). It is 
noted that a dramatic change in joint velocity occurred 
during SW1 (FIG. 37a) due to the controller transition from 
the impedance controller to position controller during SW1. 
Furthermore, it is also observed that the power output ofthe 
prosthesis during PP behaved differently, as compared to 
that of normal human ankle {A-12}. 

The corresponding ankle torque-angle behavior is shown 
in FIG. 38. The experimental result demonstrates the sys- 
tem's capacity to track the desired target stance phase 
behavior. As was designed, a constant offset torque At was 
applied to the amputee participant when the ankle torque 
was larger than the triggering threshold 1,,. In this example, 
At and t,,, were set at 50 Nm and 105 Nm respectively, based 
on the amputee participant's preference. It is noted that the 
measured ankle torque-angle curve flattens around the peak 
torque region because the actual system required time (about 
50 ms) to output the offset torque during the transition from 
CD to PP. 

Also, the toe-off was set to be triggered before the ankle 
joint reaches the zero torque level (FIG. 38) because it can 
provide enough time for the control system to switch from 
impedance control mode to position control mode at the 
transition from stance to swing. FIGS. 39A to 39E show a 
summary of gait test results to demonstrate the prosthesis's 
capability of doing different amount of work at the joint in 
a gait cycle. 

Тће method of using a constant offset torque was an initial 
attempt to mimic the active push-off of normal human 
walking. It was not intent to capture all the nonlinear 
characteristics of the observed quasi-static stiffness curve, 
however, it can provide a more intuitive way to relate the 
user's feedback to the parameter adjustments in the control 
system during experiments. Because of this fact, it speeds up 
the process to conduct clinical study for the evaluation ofthe 
hypothesis. 

The preferred powered ankle-foot prosthesis is proposed 
comprises an unidirectional spring in parallel with a high 
performance, force-controllable actuator with series elastic- 
ity. By exploiting both parallel and series elasticity, the 
design is capable of satisfying the restrictive design speci- 
fications dictated by normal human ankle walking biome- 
chanics. 

Referring to Section I-B, the key question for the control 
is to define/design a target walking behavior for the pros- 
thesis. For the swing phase, the desired behavior 1s just to 
reposition the foot to an predefined equilibrium position. For 
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the stance phase control, it is commonly believed that the 
best way is to let the prosthesis mimic the normal human 
ankle impedance during stance, rather than simply tracking 
ankle kinematics {B-4}-{B-7}. However, the actual 
mechanical impedance of the human ankle during walking 
has not been determined experimentally because it is diffi- 
cult to conduct ankle perturbation experiments on a human 
subject while walking {B-5}. As a resolution of this diff- 
culty, many researchers have suggested another performance 
measure, called “quasi static stiffness”, that is the slope of 
the measured ankle torque-angle curve during stance {B-4}- 
{B-7}. Mimicking the quasi-static stiffness curve of an 
intact ankle during walking is the main goal for the stance 
phase controller for the proposed prosthetic ankle-foot sys- 
tem. 


FIGS. 10A and 10B show target stance phase behaviors 
for the powered prosthesis. (A) In this model, the quasi- 
static stiffness curve of the intact ankle is considered as a 
representation of the normal human ankle behavior during 
stance {B-4}-{B-7}. It can be decomposed into a spring 
component and a torque source. (B) A simplification of the 
model in (A), in which both the spring component and 
torque source are linearized. 


As can be seen in FIG. 10А, a typical quasi-static stiffness 
curve can be decomposed into two main components: (1) a 
spring whose stiffness varies in a similar manner to the 
normal human ankle does in CP and CD. (2) a torque source 
that provides positive net work during late stance phase. We 
then simplified these two components and used them to 
provide the target stance phase behavior for the prosthesis as 
depicted in FIG. 5. The detailed descriptions for each 
component are summarized as follows: 


І) A linear torsional spring with a stiffness that varies with 
the sign of the ankle angle. When the ankle angle is 
positive, the stiffness value will be set to Kc». When 
the ankle angle is negative, the stiffness value will be 
set to Kop- 


2) constant offset torque Ат that models the torque source 
during PP. This offset torque will be applied in addition 
to the linear torsional springs Kap during PP. т,, 
determines the moment at which the offset torque is 
applied, indicated by the point (4) in FIG. 5. 

It is noted here that the conventional passive prostheses 
only provide the spring behavior but fail to supply the 
function of the torque source to thrust the body upwards and 
forwards during PP. Our designed prosthesis eventually will 
provide both functions during stance. 


Using the above biomechanical descriptions and the 
results from {B-4}-{B-7}{B-19}, the design goals for the 
prosthesis are summarized as follows: 


the prosthesis should be at a weight and height similar to 
the intact limb. 


the system must deliver a large instantaneous output 
power and torque, i.e. about 250 W and 120 Nm for a 
75 kg person. Furthermore, the system must produce 10 
J of net positive mechanical work at the ankle joint 
during each stance period. 


the system must be capable of changing its stiffness as 
dictated by the quasi-static stiffness of an intact ankle. 


the system must be capable of controlling joint position 
during the swing phase. 


The corresponding parameters values of the above design 
goals are given in Table I. 
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ТАВГЕ 1 


DESIGN SPECIFICATIONS 


Weight (kg) 2.5 kg 
Length (m) 0.32 m 
Max. Allowable Dorsiflexion (Deg) 25 

Max. Allowable Plantarflexion (Deg) 45 

Peak Torque (Nm) 120 Nm 
Peak Velocity (radis) 5.2 rad/s at 20 Nm 
Torque Bandwidth (Hz) 1.5 Hz 
Net Work Done (7) 10 J at 1.3 m/s 
Required Offset Stiffness (Nm/rad) 550 Nm/rad 


The basic architecture of our mechanical design is a 
physical spring, configured in parallel to a high power output 
force-controllable actuator. The parallel spring and the 
force-controllable actuator serve as the spring component 
and the torque source in FIG. 5, respectively. To void 
hindering the foot motion during swing phase, the parallel 
spring will be implemented as an unidirectional spring that 
provides an offset stiffness value only when the ankle angle 
is larger than zero degree. In addition, we use a Series- 
Elastic Actuator (SEA) to implement the force-controllable 
actuator {B-21} {B-22}. FIGS. 6 and 17A and 178 show the 
Solid Work Model and the basic configuration of the pro- 
posed powered prosthesis, respectively. 

As can be seen in FIGS. 17А and 178, there are five main 
mechanical elements in the system: a high power output d.c. 
motor, a transmission, a series spring, an unidirectional 
parallel spring, and a carbon composite leaf spring pros- 
thetic foot. We combine the first three components to form 
a rotary Series-Elastic Actuator (SEA). A SEA, previously 
developed for legged robots (B-21) (B-22], consists of a dc 
motor in series with a spring (or spring structure) via a 
mechanical transmission. The SEA provides force control by 
controlling the extent to which the series spring is com- 
pressed. Using a linear potentiometer, we can obtain the 
force applied to the load by measuring the deflection of the 
series spring. 

In this application, we use the SEA to modulate the joint 
stiffness as well as provide the constant offset torque Ат as 
shown in FIG. 7. It provides a stiffness value Kop during СР 
and a stiffness value Kop, from CD to PP. From points (4) 
to (3), it supplies both the stiffness value Kap, and a 
constant, offset torque Av. The unidirectional parallel spring 
provides an offset rotational stiffness value Kpr when the 
ankle angle is larger than zero degree. 

FIGS. 17A and 17B show the Mechanical design, and 
FIG. 6 is a schematic diagram, of the prosthesis. 

As shown in FIGS. 6 and 7, due to the incorporation ofthe 
parallel spring, the load borne by the SEA is greatly reduced, 
thus the SEA will have a substantially large force bandwidth 
to provide the active push-off during PP. FIG. 7 illustrates 
exploiting the parallel and series elasticity with an actuator. 
The parallel spring provides a biased, offset stiffness Kpr 
when the ankle angle is larger than zero degree. The series 
spring combined with the actuator, so called an SEA 
{B-21}{B-22}, is used to modulate the joint stiffness and 
serve as a torque source to do positive work at the ankle 
joint. 

The elastic leaf spring foot is used to emulate the function 
of a human foot that provides shock absorption during foot 
strike, energy storage during the early stance period, and 
energy return in the late stance period. A standard low profile 
prosthetic foot, called Flex Foot was used in the prototype 
{B-13}. 
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Broadly speaking, there are three main design decisions in 
this project: (1) choosing the parallel spring stiffness, (2) 
choosing the actuator and transmission, and (3) choosing the 
series spring stiffness. 

1) Parallel Spring: A linear parallel spring kp with a 

moment arm Rp in FIG. 6 provides a rotational joint 
stiffness K,, where 


Ky=(kp)(Rp)? 0) 


The goal is to properly select the moment arm and the 
spring constant in order to provide the suggested offset 
stiffness in Table I. In the physical system, due to the size 
and weight constraints, К, and R, were chosen to be 770 
KN/m and 0.022 m, respectively. Consequently, K,,=385 
rad/s. Because this value is smaller than the suggested offset 
stiffness (550 rad/s), the SEA supplements the required joint 
stiffness (see FIG. 7). 

Actuator and Transmission: The goal is to select an 
actuator and a transmission to bracket the maximum torque 
and speed characteristics ofthe prosthesis, so as to match the 
intact ankle torque/power-speed requirements (FIGS. 10A 
and 10B compare the joint torque/power-speed characteris- 
tic ofthe prosthesis to that of the normal human ankle during 
walking. FIG. 10A shows the Joint Torque vs. Joint Velocity 
and FIG. 10B shows the Absolute Joint Power vs. Absolute 
Joint Velocity. 

In our design, a 150 W d.c. brushed motor from Maxon, 
Inc. (RE-40) was used because its peak power output (500 
W) is much larger than that of the human ankle in walking 
(250 W). For the drive train system, the motor drives a 3 mm 
pitch linear ballscrew via a timing-belt drive transmission 
with a 1.7:1 ratio. The translational movement of the 
ballscrew causes an angular rotation of the ankle joint via a 
moment arm г=0.0375 m and the series spring. 

Assuming the series spring will be chosen to be very stiff, 
the total transmission ratio R,,,,;-133 was selected, where 
Кш 15 defined as the ratio of the input motor velocity to the 
output ankle joint velocity. The peak torque/speed charac- 
teristics of the prosthesis has shown that the prosthesis is 
capable to generating normal human ankle-foot walking 
behavior. Furthermore, the power output characteristics of 
the prosthesis were designed to match that of the intact ankle 
during walking. 

Series Spring: According to {B-22}, the selection criteria 
for the series spring is mainly based on the large force 
bandwidth because the series elasticity substantially reduces 
the system bandwidth at large force due to the motor 
saturation. The stiffer the spring is, the higher the SEA 
bandwidth is at large force. Therefore, by choosing a stiffer 
spring, our design goal was to have the large force band- 
width of the SEA much greater than the required force 
bandwidth in the specifications (Table I). 

FIG. 53 shows a simple linear model of the prosthesis for 
the bandwidth analysis. All degrees of freedom are trans- 
ferred to the translation domain of the ballscrew. M,, B,, and 
F, represent the effective mass, damping, and linear motor 
force acting on effective mass, respectively, while x and k, 
are the displacement and the spring constant of the series 
spring. The parallel spring was not considered in this analy- 
sis because we assumed that the parallel spring does not 
inhibit controllers" ability to specify desired dynamics, at 
least within the operating range of torque level and band- 
width. 

To analyze the large force bandwidth, we proposed a 
simple linear model (FIG. 52) for the prosthesis based on 
{В-22}. АП system parameters and variables were converted 
to the linear motion of the ball screw in the prosthesis. We 
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define a transmission ratio R that converts rotary motion of 
the motor into linear compression on the series spring (See 
FIG. 4-1). The effective motor mass M,, damping B,, and 
linear motor force F, can be obtained using the following 
equations: 


M,-LR 


Е.=Т,К 


B,-b,R 


where 1, Т, b,, are the rotary motor inertia, motor torque, 
the damping term of the motor, respectively. Both ends of 
the prosthesis are fixed for the bandwidth analysis, conse- 
quently, the equation of motion for this model becomes a 
standard second-order differential equation for a spring- 
mass-damper system. The spring force Fs was considered as 
the system output. According to {B-22}, the large force 
bandwidth is defined as the frequency range over which the 
actuator can oscillate at a force amplitude F „ах due to the 
maximum input motor force, F „„„ The transfer function that 
describes the large force bandwidth is: 


F mas F sar =k (MS? +(Be+F ,a/Vsat)stk, (2) 
where F 


утах and V,„, are the maximum output force and 
maximum linear velocity of the motor respectively. They are 
defined as ERR, noms 
and V, oR. As can be seen in equation (2) above, the 
large force bandwidth is independent of the control system, 
but rather depends on the intrinsic system behaviors which 
are determined by the choices of the motor, transmission 
ratio, and the spring constant. 


TABLE II 
MODEL PARAMETERS 
Parameters 
Fas 127 М, В, 
Values 7654N 0.23 m/s 170 kg 8250 Ns/m 


In our design, the total spring constant for the series 
springs is set to 1200 KN/m. Using the motor parameters 
(Maxon RE40) in {B-23} and transmission ratio (R=3560), 
the model parameters were obtained and shown in Table II. 

The simulation result for the large force bandwidth has 
shown in FIG. 15. As shown in FIG. 15, the estimated large 
force bandwidth of the system with and without the parallel 
spring was at 9.4 Hz (at 50 Nm) and 3.8 Hz (at 120 Nm), 
respectively. As the parallel spring shared some of the 
payloads of the SEA, the required peak force for the system 
was significantly reduced. With the parallel spring, the 
estimated force bandwidth were much larger than the 
designed criteria in Table I. In practice, it is favorable to 
design a system whose large force bandwidth is several 
times larger than the required bandwidth as there are many 
factors that can substantially reduce the large force band- 
width, such as unmodeled friction {B-22}. 

We also conducted open-loop bandwidth tests for the 
system by applying a chirp signal as the desired input 
command for the controller. The result for the bandwidth test 
is shown in FIG. 53. In general, the experimental result 
matched with the simulation of the spring-mass-damper 
system. The force bandwidth of the system using an input 
force Fe=800 N (or input torque T=30 Nm) was about 14 Hz. 
As can be seen, the experimental frequency response curve 
dropped off rapidly at high frequency, mainly due to the 
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motor and amplifier saturation. It also appeared that there 
was an unmodeled zero at low frequency. 

Again, the above bandwidth analysis was used for the 
design purpose that provided a guideline for the selection of 
the series spring. For a better prediction of the actual system 
behavior, an advanced system model needs to be proposed. 
In {B-18}, we had shown that the proposed biomimetic 
mechanical design allowed the control system to mimic 
normal human ankle walking behavior. The pilot clinical 
studies supports the hypothesis that a powered ankle-foot 
prosthesis that mimics normal human ankle stance phase 
behavior can improve an amputee’s gait. 

A finite-state controller that allows the prosthesis to 
mimic human ankle behavior during walking. 

As previously discussed, for level ground walking, human 
ankle provides three main functions: (i) it behaves as a 
spring with variable stiffness from CP to CD; (ii) it provides 
additional energy for push-off during PP; and (iii) it behaves 
as a position source to control the foot orientation during 
SW. 

A key question for the design and control is to define a 
target walking behavior for the prosthesis. For the swing 
phase, the desired behavior is just to re-position the foot to 
an predefined equilibrium position. For the stance phase 
control, instead of simply tracking ankle kinematics, it is 
commonly believed that the best way is to let the prosthesis 
mimic the “quasi-static stiffness”, that is the slope of the 
measured ankle torque-angle curve during stance [C-1) (C- 
2}. Mimicking the quasi-static stiffness curve of an intact 
ankle during walking (FIG. 2) is the main goal for the stance 
phase control. 

A typical quasi-static stiffness curve (FIG. 2) can be 
decomposed into two main components: (1) a spring whose 
stiffness varies in a similar manner to the normal human 
ankle does in CP and CD. (2) a torque source that provides 
positive net work during late stance phase. For the ease of 
implementation, we modified these two components to 
obtain the target stance phase behavior as depicted in FIG. 
5. Each component is described as follows: 

1) A linear torsional spring with a stiffness that varies with 
the sign of the ankle angle. When the ankle angle is positive, 
the stiffness value will be set to Kop. When the ankle angle 
is negative, the stiffness value will be set to Kap. 

2) A constant offset torque At is used to model the torque 
source during PP. This offset torque is applied in addition to 
the torsional spring KCD during PP. T,, determines the 
moment at which the offset torque is applied, indicated by 
the point (4) in FIG. 5. 

It is noted that the conventional passive prostheses only 
provide the spring behavior but fail to supply the function of 
the torque source to propel the body during PP {C-3}. Our 
designed prosthesis eventually will provide both functions 
during stance. 

Using the above biomechanical descriptions and the 
results Кот {С-1}{С-2}{С-14}, the design goals for the 
prosthesis are summarized as follows: 

the prosthesis should be at a weight and height similar to 

the intact limb. 

the system must deliver a large instantaneous output 

power and torque during push-off. 

the system must be capable of changing its stiffness as 

dictated by the quasi-static stiffness of an intact ankle. 
the system must be capable of controlling joint position 
during the swing phase. 

the prosthesis must provide sufficient shock tolerance to 

prevent any damage in the mechanism during the 
heel-strike. 
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The corresponding parameters values of the above design 
goals are given in Table I. These parameters values are 
estimated based on the human data from {C-1}{C-2}{C- 
14}{C-15}. 


TABLE I 


DESIGN SPECIFICATIONS 


Weight (kg) 25 
Max. Allowable Dorsiflexion (Deg) 15 

Max. Allowable Plantarflexion (Deg) 25 

Peak Torque (Nm) 140 

Peak Velocity (radis) 5.2 
Peak Power (W) 350 
Torque Bandwidth (Hz) 3.5 

Net Work Done (J) 10 J at 1.3 m/s 
Required Offset Stiffness (Nm/rad) 550 


Finite-state controllers are usually used in locomotion 
assistive/prosthetic devices such as А/К prostheses 
{C-17}{C-12} because gait is repetitive between strides 
and, within a stride, can be characterized into distinct finite 
number of sub-phases. According to Section H-A, human 
ankle also demonstrates such kind of periodic and phasic 
properties during walking. This motivates the usage of a 
finite-state controller to control the powered prosthesis. 

The finite-state controller should be designed to replicate 
the target stance phase behavior. To this end, a finite-state 
controller for level-ground walking was implemented (FIG. 
28). The details of the proposed finite-state controller for 
level-ground walking are discussed as follows. 

Three states (CP, CD, and PP) were designed for stance 
phase control. Descriptions for each state are shown below. 

CP begins at heel-strike and ends at mid-stance. During 
CP, the prosthesis outputs a joint stiffness, Kap. 

CD begins at mid-stance and ends at PP or toe-off, 
depending on the measured total ankle torque Т. 
During CD, the prosthesis outputs a joint stiffness, 
Kap, where Ке КА |. 

PP begins only if the measured total ankle torque, T,,,;;, 
is larger than the predefined torque threshold, vpp. 
Otherwise, it remains in state CD until the foot is off the 
ground. During PP, the prosthesis outputs a constant 
offset torque, At superimposing the joint stiffness, Kap 
as an active push-off. 

Kop, К, Typ» and At are the main parameters affecting 
the ankle performance during the stance phase control. In 
particular, the offset torque is directly related to the amount 
of net work done at the ankle joint. These parameter values 
were chosen based on the user’s walking preference during 
experiments. The stance phase control for a typical gait 
cycle is graphically depicted in FIG. 28. 

Swing Phase Control 

Another three states (SW1, SW2, and SW3) were 
designed for the swing phase control. Descriptions for each 
state are shown below. 

SWI begins at toe-off and ends іп a given time period, та. 
During SW1, the prosthesis servos the foot to a pre- 
defined foot position, Ө, for foot clearance. 

SW2 begins right after SW] and finishes when the foot 
reaches zero degree. During SW2, the prosthesis servos 
the foot back to the default equilibrium position 6,=0. 

SW3 begins right after SW2 and ends at the next heel 
strike. During SW3, the controller will reset the system 
to impedance mode and output a joint stiffness, Kap. 

The time period, ty and predefined foot position, 0,,,, are 
all tuned experimentally. 
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During state transition and identification, the system 
mainly relied on four variables: 

Heel contact (H). H=1 indicates that the heel is on the 

ground, and vice versa. 

Toe contact (T). T=1 indicates that the toe is on the 

ground, and vice versa. 

Ankle angle (0) 

Total ankle torque (Ты) 

All these triggering information can be obtained using 
local sensing; including foot switches to measure heel/toe 
contact, ankle joint encoder to measure the ankle angle, and 
the linear spring potentiometer to measure joint torque. 

Low-Level Servo Controllers 

To support the proposed stance phase and swing phase 
controls, three types of low-level servo controllers were 
developed: (1) a high performance torque controller to 
provide an offset torque during push-off as well as facilitate 
the stiffness modulation; (ii) an impedance controller to 
modulate the joint stiffness during the entire stance phase; 
(iii) a position controller to control the foot position during 
the swing phase. The details of the controller designs can be 
found in {С-15}. 

The human ankle varies impedance and delivers net 
positive work during the stance period of walking. In 
contrast, commercially available ankle-foot prostheses are 
passive during stance, causing problems of locomotory 
economy, balance and shock absorption for transtibial 
amputees. In this investigation we advance an adaptive 
control approach for a force-controllable ankle-foot pros- 
thesis. The system employs both sensory inputs measured 
local to the prosthesis, and electromyographic (EMG) inputs 
measured from residual limb muscles. Using local prosthetic 
sensing, we advance finite state machine controllers 
designed to produce human-like movement patterns for 
level-ground and stair-descent gaits. To transition from 
level-ground to stairs, the amputee flexes his gastrocnemius 
muscle, triggering the prosthetic ankle to plantar flex at 
terminal swing, and initiating the stair-descent state machine 
algorithm. To transition back to level-ground walking, the 
amputee flexes his tibialus anterior, keeping the ankle dor- 
siflexed at terminal swing, and initiating the level-ground 
state machine algorithm. As a preliminary evaluation of 
clinical efficacy, a transtibial amputee walks using both the 
adaptive controller and a conventional passive-elastic con- 
trol. We find that the amputee can robustly transition 
between local state controllers through direct muscle acti- 
vation, allowing rapid transitioning from level-ground to 
stair walking patterns. Additionally, we find that the adaptive 
control results in a more human-like ankle response, pro- 
ducing net propulsive work during level-ground walking and 
greater shock absorption during stair descent. The results of 
this study highlight the importance of prosthetic leg con- 
trollers that exploit neural signals to trigger terrain-appro- 
priate local prosthetic leg behaviors. 

Several engineering challenges hinder the development of 
a powered ankle-foot prosthesis {D-8}{D-16} {D-17}. With 
current actuator technology, it is challenging to build an 
ankle-foot prosthesis that matches the size and weight of the 
human ankle, but still provides a sufficiently large instanta- 
neous power and torque output to propel an amputee's 
locomotion. Ankle-foot mechanisms for humanoid robots 
are often too heavy or not sufficiently powerful to meet the 
human-like specifications required for a prosthesis 
{D-18}{D-19}. Furthermore, a powered prosthesis must be 
position and impedance controllable. Often robotic ankle 
controllers follow pre-planned kinematic trajectories during 
walking {D-18}{D-19}, whereas the human ankle is 
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believed to operate in impedance control mode during stance 
and position control mode during swing {D-2} {D-3}. 
Finally, when developing a powered ankle-foot prosthesis, a 
key challenge to overcome is how to measure and respond 
to the amputee's movement intent. For some time, research- 
ers have attempted to use electromyographic (EMG) signals 
measured from the residual limb as control commands for an 
external prosthesis or exoskeleton {D-20}-{D-26}. How- 
ever, due to the nonlinear and non-stationary characteristics 
of the EMG signal {D-21}, researchers have only been able 
to provide discrete or binary levels of position or velocity 
control, whereas a prosthetic ankle-foot system requires a 
continuous joint control where both position and impedance 
are actively modulated. 

A long-term objective in the field of prosthetic leg design 
is to advance prosthetic joints that mimic the dynamics of 
the missing limb, not only for level-ground gait patterns, but 
also for irregular terrain ambulation. In this investigation we 
seek a prosthetic intervention that captures human-like gait 
patterns for two terrain surfaces, namely level-ground and 
stairs. We investigate these particular gait patterns as an 
initial pilot investigation, with the long-term objective of 
prostheses with multi-terrain capability. To this end, we 
advance a powered prosthesis comprising a unidirectional 
spring, configured in parallel with a force-controllable 
actuator with series elasticity. The prosthesis employs both 
sensory inputs measured local to the prosthesis, and elec- 
tromyographic (EMG) inputs measured from residual limb 
muscles. Using local prosthetic sensing of joint state and 
ground reaction force, we develop finite state machine 
controllers designed to produce human-like gait patterns for 
level-ground walking and stair descent. To transition 
between these gaits, EMG signals measured from the tibialis 
anterior, soleus and gastrocnemius are used as control com- 
mands. We conduct a pilot clinical evaluation to test whether 
the adaptive control results in a more human-like ankle 
response. Specifically, we measure prosthetic ankle state, 
torque, and power during level-ground and stair descent 
using both the adaptive controller and a conventional pas- 
sive-elastic control. Finally, for the adaptive control, we test 
whether the amputee participant can robustly and accurately 
transition between the local state controllers through direct 
muscle activation. 

One of the key challenges in this research is to obtain user 
intent on the choice of the finite-state controllers such as 
level ground walking and stair descent. Our approach is to 
use electromyographic (EMG) signals measured from the 
residual limb of an amputee to infer his/her intent on the 
choice of the controllers. We present methods used for 
acquiring the MEA and the paradigm we have chosen to 
infer motor commands based on these signals. Finally, we 
describe the experimental protocol for the evaluation of 
controller performance as well as the control system imple- 
mentation and hardware development. 

In earlier sections, the biomechanics of normal human 
ankle for level ground walking and stair climbing were 
reviewed. We use these biomechanical descriptions to moti- 
vate the mechanical and control system design. 

Stair Descent 

Normal human ankle biomechanics for stair descent is 
significantly different from that of level-ground walking. A 
stair descent gait cycle is typically defined as beginning with 
the toe strike of one foot and ending at the next toe strike of 
the same foot {D-3} {D-29}{D-30}. The stance phase of 
stair descent is divided into three sub-phases: Controlled 
Dorsiflexion 1 (CD1), Controlled Dorsiflexion 2 (CD2), and 
Powered Plantarflexion (PP). These phases of gait are 
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described in FIG. 84A. The detailed descriptions for each 
sub-phase are provided below. 

Controlled Dorsiflexion 1 (CD1) 

CD1 begins at foot strike and ends at foot-flat. In this 
phase, the foot strikes the step in a more plantarflexed 
position where the center of pressure is on the forefoot rather 
than the heel (FIG. 84A). As the body moves from a higher 
position, a significant amount of potential energy is 
absorbed. Over a gait cycle, the power absorbed by the 
human ankle in this phase is much greater than the power 
released in PP {D-3}{D-29}{D-30} (FIG. 84B). Therefore, 
during CD1, the human ankle can be modeled as a damper. 

Controlled Dorsiflexion 2 (CD2) 

CD2 starts at foot flat and continues until the ankle 
reaches a maximum dorsiflexion posture. Here, the ankle 
acts as a linear spring in parallel with a variable-damper 
designed to effectively control the amount of energy 
absorbed {D-3}. 

Powered Plantar Flexion (PP) 

PP begins at the maximum position of the ankle and ended 
at foot off (FO). In this phase, the ankle releases the energy 
stored during CD2, propelling the body upwards and for- 
wards. The ankle can be modeled as a linear spring in 
parallel with a linear damper {D-3}. 

Swing Phase (SP) 

SP begins at foot off and ends at toe-strike. For stair 
descent, the foot will plantarflex down during SP before the 
next toe strike. During SP, the ankle can be modeled as a 
position source. 

Summary of the Biomechanics Study Human ankle pro- 
vides three main functions: (i) it modulates the joint imped- 
ance (joint stiffness/damping) during the stance phase of 
walking. (11) it provides active mechanical power or does net 
positive work during PP for level ground walking; and (iii) 
it behaves as a position source to control the foot orientation 
during SW. The above human ankle properties define the 
basic functional requirements of a powered ankle-foot pros- 
thesis. Furthermore, the biomechanics descriptions also out- 
line the target prosthesis behavior for the control system. 

Motivated by the human ankle-foot walking biomechan- 
ics, we developed a powered ankle-foot prosthesis, called 
MIT Powered Ankle-Foot Prosthesis, to study amputee- 
machine interaction (FIGS. 6, 17A and 18A) {D-31}-{D- 
33}. The prosthesis is capable of varying impedance and 
delivers net positive work during the stance period of 
walking, in a similar manner to normal human ankle. In 
particular, it can provide a sufficiently large instantaneous 
power output and torque to propel an amputee during PP, 
while still matches the size and weight of the intact ankle. 
This has been claimed as the main challenge and hurdle in 
the development of a powered ankle-foot prosthesis 
{D-8}{D-16}. 

The basic architecture of the mechanical design is a 
physical spring, configured in parallel to a high-power, 
force-controllable actuator with series elasticity (see FIG. 6). 
As can be seen, there are five main mechanical components 
in the system: a high power output d.c. motor, a transmis- 
sion, a series spring, a unidirectional parallel spring, and a 
carbon composite leaf spring prosthetic foot. We combine 
the first the d.c motor, transmission, and the series spring to 
form a rotary Series-Elastic Actuator (SEA). A SEA, previ- 
ously developed for legged robots{D-33}{D-34}, consists 
of a de motor in series with a spring (or spring structure) via 
a mechanical transmission. The SEA provides force control 
by controlling the extent to which the series spring is 
compressed. Using a linear potentiometer, we can obtain the 
force applied to the load by measuring the deflection of the 
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series spring. The SEA is used to modulate the joint stiff- 
ness/damping as well as provide the motive power output for 
active push-off {D-34}. Because of the requirements of high 
output torque and power for an ankle-foot prosthesis {D-32} 
{D-33}, we incorporate a physical spring, configured in 
parallel to SEA, so that the load borne by the SEA is greatly 
reduced. Because of this fact, the SEA will have a substan- 
tially large force bandwidth to provide the active push-off 
during PP. To avoid hindering the foot motion during swing 
phase, the parallel spring is implemented as a unidirectional 
spring that provides an offset stiffness value only when the 
ankle angle is larger than zero degree. As the main focus in 
this paper is on the control schemes design and evaluation, 
the details about the mechanical design and component 
selections will not be discussed in this paper. Those infor- 
mation can be obtained from {D-32}{D-33}. 

Hybrid Control System 

Finite-state controllers are usually used in locomotion 
assistive/prosthetic devices such as А/К prostheses 
{D-16}{D-35}-{D-37} because gait is repetitive between 
strides and, within a stride, can be characterized into distinct 
finite numbers of sub-phases. Human ankle also demon- 
strates such kind of periodic and phasic properties during 
walking. This motivates the usage of a finite-state controller 
to control the powered prosthesis. 

Five basic requirements for the design of the control 
system are listed below: 

A finite-state controller should contain sufficient numbers 
of states to replicate the functional behaviors for each 
sub-phase of human ankle during walking. 

The control system must have three types of low-level 
servo controllers to support the basic ankle behaviors: 
(i) a torque controller; (11) an impedance controller; and 
(iii) a position controller. 

Local sensing is favorable for gait detection and transition 
among states. The finite-state controller will use the 
sensing information to manage the state transitions and 
determine which low-level servo controller should be 
used to provide proper prosthetic function for a given 
state condition. 

Due to the intrinsic behavioral difference between the 
level-ground walking and stair descent, two separate 
finite-state controllers need to be designed. 

A high-level control input is required to manage the 
transition between the finite-state controls for level- 
ground walking and stair descent. 

A control system with two finite-state controllers was 
implemented to allow the prosthesis to mimic the human 
ankle behavior for both level-ground walking and stair 
descent. The overall architecture of the control system 15 
shown in FIG. 85. First, as can be seen, the control system 
contains the suggested, three low-level servo controllers to 
support the basic human ankle functions. Second, only local 
variables are adopted for state detection and transition, 
which are ankle angle, ankle torque, and foot contact. Third, 
one finite-state controller is designed for level-ground walk- 
ing while the other is designed for stair descent. Fifth, we 
use electromyographic (EMG) signals measured from the 
residual limb of an amputee as control commands to manage 
the switching between the finite-state controllers for level- 
ground walking and stair descent (FIG. 85). An EMG 
Processing Unit is designed to detect amputee's intent on the 
controller transition, based on the muscular activities (EMG 
signals) of the residual limb. To transit from level-ground 
walking to stair descent, the amputee flexes his gastrocne- 
mius and soleus muscles during the swing phase of walking. 
Once the EMG Processing Unit detects the corresponding 
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muscle activity pattern, it then triggers the prosthetic ankle 
to plantar flex during terminal swing, and initiating the 
stair-descent state machine algorithm. To transition back to 
level-ground walking, the amputee flexes his tibialis ante- 
rior, changing the foot landing condition and initiating the 
level-ground state machine algorithm. 

In the next sections, we first talk about the design of the 
finite-state controllers for level-ground walking and stair 
descent. We then describe how we use electromyographic 
(EMG) signals to determine the switching between the 
proposed finite-state controllers. Finally, we discuss the 
details of the control system implementation and hardware 
development. As the main focus in this paper is on the design 
and implementation of the high level finite-state controllers, 
the details descriptions of the low-level servo controllers are 
not covered in this paper. Further information on this topics 
can be obtained in {D-31}. 

Finite-State Control for Level-Ground Walking 

Stance Phase Control: 

A finite-state controller for level-ground walking was 
implemented based on the biomechanical descriptions in 
Section 2.2.1 (FIGS. 86A and 86B). Three states were 
designed for stance phase control, which are named CP, CD, 
and PP respectively. For the ease of implementation, we 
made a couple of modifications in state definitions and 
desired state behaviors, as compared those described in 
Section 2.2.1. Descriptions for each state of the stance phase 
control are shown below. 

CP begins at heel-strike and ends at mid-stance. During 
CP, the prosthesis outputs a joint stiffness, Kap" to prevent 
foot slapping and provide shock absorption during heel- 
strike. CD begins at mid-stance and ends at PP or toe-off, 
depending on the measured total ankle torque T,,,,,,-. During 
CD, the prosthesis outputs a total joint stiffness Kap to 
allow a smooth rotation of the body. The total joint stiffness 
is 


Кер=Кр+Ксрі 


where Kp, Kap, are the rotary stiffness components 
contributed by the parallel spring and SEA, respec- 
tively. The conversion of the joint stiffness between 
translational and rotary domains is K’=r*K, where K 
and r are the joint stiffness in translational domain and 
moment arm, respectively. For example, K K ap. 

PP begins only if the measured total ankle torque, Те 
is larger than the predefined torque threshold т,, 
(Т.т). Otherwise it remains in state CD until the foot 
is off the ground. During PP, the prosthesis outputs a 
constant offset torque, Av superimposing the linear joint 
stiffness, Kap as an active push-off. 

Кер Кер Tpp Ат are the main parameters affecting the 
ankle performance during the stance phase control. In par- 
ticular, the offset torque, Av is directly related to the amount 
of net work done at the ankle joint. These parameter values 
are chosen based on the user's walking preference during 
experiments. The stance phase control for a typical gait 
cycle is graphically depicted in FIG. 86A. 

Swing Phase Control 

To implement the ankle behavior during swing and allow 
user to voluntarily control the equilibrium position of the 
foot, three states are designed for the swing phase control, 
which are named SWI, SW2, and SW3. Descriptions for 
each state of the swing phase control are shown below. 

SWI begins at toe-off and ends in a given time period, tz. 
During SW1, the prosthesis servos the foot to a predefined 
foot position, Oeog for foot clearance. 
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SW2 begins right after SW1 and finishes in a time period, 
t,. During SW2, the operator is allowed to voluntarily 
control the equilibrium position of the foot for a time period, 
t, as a mean of selecting appropriate finite-state controllers. 
The operator's motor intent is determined from available 
EMG signals. In this application, the motor intent is only 
inferred to a binary output command or foot position, Өк: 
(1) 9, = 0 which implies the participant's intent for level- 
ground walking (ii) 0, ст-20 degrees which implies the 
participant's intent for stair descent. The output foot posi- 
tion, Өк; is then sent to the position controller as the 
equilibrium position, 6, and the controller servos the foot to 
the desired position within the time period, t,. Once the time 
period t, is over, the control system will determine whether 
the system should stay in the level-ground walking mode or 
stair descent mode, depending on the current Ө ,. If 0,20, the 
state control will enter state SW3. Otherwise, the system 
will switch to the stair descent mode and enter state CD1. 

SW3 begins right after SW2 and ends at the next heel- 
strike. During SW3, the state controller resets the system to 
impedance mode and outputs a joint stiffness, K cp. 

The time periods tz, t>, and predefined foot position 0,,,, 
are all tuned experimentally. The swing phase control for a 
typical gait cycle is graphically depicted in FIG. 86A. 

Sensing for State Transitions 

Besides EMG signals, during state transition and identi- 
fication, the system mainly relied on four variables: 

1. Heel contact (Н). H=1 indicates that the heel is on the 

ground, and vice versa. 

2. Toe contact (T). T=1 indicates that the toe is on the 

ground, and vice versa. 

3. Ankle angle (0) 

4. Total ankle torque (Ты) 

АП these triggering information can be obtained using 
local sensing; including foot switches to measure heel/toe 
contact, ankle joint encoder to measure the ankle angle, and 
the linear spring potentiometer to measure joint torque. The 
hardware implementation for the local sensing will be 
discussed below. A state machine diagram with all triggering 
conditions is shown in FIG. 86B. 

Finite-State Control for Stair Descent 

Stance Phase Control 

Another finite state machine was implemented to allow 
the prosthesis to mimic human ankle behavior during stair 
descent (see FIGS. 87A and 87B). As can be seen, only two 
states (CD1, CD2) were designed for stance phase control. 
We did not explicitly implement/indicate state PP in our 
controller because according to Section 2.12, the ankle 
behavior during CD2 is basically the same as that during PP. 
The modified state definitions and desired state behaviors for 
the stance phase control are shown below. 

CDI begins just before toe-strike and ends at foot-flat. 
During CD1, the prosthesis outputs a joint damping, Kp o1 
to reduce the impact generated due to the toe-strike on the 
ground. 

CD2 begins at foot-flat and ends at toe-off. During CD2, 
the prosthesis outputs a joint stiffness, Ka, (it has already 
included the stiffness of the parallel spring) if the ankle is 
larger than zero degree. Otherwise, it outputs another joint 
stiffness. Also, it resets the equilibrium position of the 
impedance controller back to zero degree 0-0. 

In this controller, we do not use the SEA to provide the 
damping component in state CD2 because according to 
human ankle data {D-3}, the damping component in state 
CD2 is relatively less significant than the spring component. 
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Nevertheless, the intrinsic damping in the transmission of 
the mechanical system can provide part of the required 
damping. 

Swing Phase Control 

Two states (SW1, SW2) were designed for the swing 
phase control for stair descent. Although state CD1 begins at 
the late swing phase and finishes until foot-flat, we only 
consider it as a state in the stance phase control. Descriptions 
for each state of the swing phase control are shown below. 

SW1 begins at toe-off and ends in a given time period, t,. 
During SW1, the prosthesis servos the foot to the default 
equilibrium position 0,70. This state serves as a buffer for 
foot clearance before the use of operator’s motor commands 
to control the foot orientation. 

SW2 begins right after SWI and finishes in а time period, 
t,. During SW2, the operator is allowed to voluntarily 
control the equilibrium position of the foot for a time period, 
t, as a mean of selecting appropriate finite-state controllers. 
As mentioned above, if демо —20 degrees (i.e. 0,20), the 
system remains in the stair descent mode and enters state 
CD1. Otherwise it will switch to the level-ground walking 
mode and enter state SW3 of the level-ground walking 
finite-state controller. 

The time periods t,, t> are all tuned experimentally. The 
swing phase control for a typical gait cycle is graphically 
depicted in FIG. 87A. The corresponding state machine 
diagram with all triggering conditions is shown in FIG. 87B. 

EMG Processing Unit 

An EMG processing unit was designed to detect ampu- 
tee’s intent on the choice of finite-state controllers, based on 
the residual limb muscular activities (EMG signals). The 
inputs of the unit were raw EMG signals recorded from 
Gastrocnemius, Soleus, and Tibialis Anterior muscles of the 
residual limb. While the output was a discrete command 
(foot orientation), демо which is either 0 or -20. According 
to Section 2.3, if демо“ д, it implies the participant intends 
to use the level-ground walking finite-state controller, oth- 
erwise, the stair descent finite-state controller should be used 
for the next gait cycle. The output foot orientation Өк was 
then sent to the position controller as the equilibrium posi- 
tion, 0, to trigger the controller transition. 

The EMG processing unit comprised of two parts: EMG 
Pre-processing and Neural Network Motor-Intent Estimator. 
The details for each part will be discussed in the next 
sections. 

EMG Pre-Processing 

Since the goal of this investigation was to use EMG 
signals to infer user's intent on the desired ankle-behavior, 
it was desirable to measure EMG signals from those residual 
limb muscles that previously actuated the biological ankle 
before amputation. Thus, using surface electrodes, we 
recorded from the Gastrocnemius and Soleus muscles for 
prosthetic ankle plantar flexion control, and from the Tibialis 
Anterior for prosthetic ankle dorsiflexion control. Signals 
were amplified and sampled at 2 kHz. The raw, digitized 
EMG data was band-pass filtered between 20 and 300 Hz to 
further eliminate noise. 

А 100 ms sliding window was then used to compute a 
running standard deviation of the EMG signal. Many models 
{D-38}{D-39} of EMG assume that it is a white noise 
process whose standard deviation is proportional to the 
strength of the motor command. Though our control para- 
digm does not rely on these specific assumptions, in prac- 
tice, computing the standard deviation of EMG was a robust 
indicator of the muscle's excitation level. 
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Neural Network Motor-Intent Estimator 

As for our study, we were concerned with making tran- 
sitions between different motor states. Rather than deducing 
what could be a continuously varying character of the ankle 
{D-40}, we infer the subject’s discrete motor intent via the 
variances of the measured EMG signals. In this study, the 
motor intent is parsimoniously defined by three discrete 
ankle states: plantarflexed, relaxed, and dorsiflexed. 

In order to learn a relationship between EMG measure- 
ments of the residual muscles and the ankle states, a feed- 
forward neural network with a single hidden layer was used. 
The network has a single output for the ankle state, three 
units in the hidden layer, and one input unit for each 
EMG-derived standard deviation estimate (in most cases, 
three). Each unit has a nonlinear sigmoidal activation func- 
tion, ensuring the ability to learn a potentially nonlinear 
mapping between inputs and ankle state. 

To obtain training data for the network, we need both 
EMG signals from residual limb muscles as well as the 
intended ankle state. A training protocol was developed to 
capture these input-output pairs of data. After subjects had 
surface electrodes suitably located on their limb (in order to 
maximize the signal to noise ratio of the EMG), they 
performed a brief training procedure. The subject was shown 
an iconic representation of an ankle on a computer monitor 
and asked to mimic a series of displayed orientations (See 
FIG. 56). Once this procedure was complete, the recorded 
EMG measurements, as well as the presented ankle orien- 
tations could be used to train the network. The network was 
trained using a standard back propagation and gradient 
descent algorithm. 

The motor intent obtained by the NN model, у, is a 
continuous number in the range (-1, 1), where -1 is plantar 
flexion and 1 is dorsiflexion. As we were only concerned 
with making transitions among different motor states, we 
numerically integrated y, and then thresholded between -1 
and 1 (FIG. 57). This allows the subject to toggle between 
different motor states as they would with a common remote 
control, i.e. flexing their limb muscles for a brief period of 
time would signify a transition to a new motor state. The 
new motor state would persist until the subject flexed the 
appropriate muscles to switch to another state. We then 
quantized the new motor state to obtain a discrete motor 
output command, у„, whose value сап be either -1, 0, and 

In our investigation, we were only concerned with motor 
intents for level-ground walking (у„=0, relaxed) and stair 
descent (у„=—1, plantar flexed) and used these motor intents 
to determine the desired output foot orientation, дамо. As 
can be seen in FIG. 57, if у„<0, the Neural Network 
Motor-Intent Estimator would set 6, /с--20 degrees, oth- 
erwise, 044,470. The desired output foot orientation, Өк 
was sent to the position controller to adjust equilibrium 
position, Ө, during state SWI (stair descent mode) ог SW 2 
(level-ground mode). We set Өл о--20 for stair descent 
because human ankle normally plantar flexes to about 20 
degrees to prepare for the toe-strike during stair descent 
{D-3}. 

Hardware Implementation 

This section describes the electronics hardware used for 
implementing the proposed controllers onto the MIT pow- 
ered ankle-foot prosthesis, including sensors and computing 
platform. This system platform provides a test bed for 
testing a broad range of human ankle behaviors and control 
systems experimentally. 

Sensors 

Three local state variables, including heel/toe contact, 
ankle angle, and joint torque, were measured to implement 
the proposed finite-state controllers. We installed a 5 kOhm 
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linear potentiometer across the flexion and extension the 
series springs to measure their displacement. We also 
mounted a 500-line quadrature encoder (US digital, inc.) in 
between the parent link mounting plate and child link 
mounting plate to measure the joint angle of the prosthetic 
ankle. Six capacitive force transducers were placed on the 
bottom of the foot: two sensors beneath the heel and four 
beneath the forefoot region. 

For the EMG signal acquisition, we used EMG electrodes 
(disposable 22x33 mm Ag/AgCl EMG medical sensors 
Grass F-EIOND) to record the EMG signals from the 
residual limb muscles. To preprocess EMG signals measured 
from each electrode, we developed an onboard analog 
amplification/filtering circuit interface, powered from a 
dedicated split supply derived from a pair of 9V batteries. 
The front-end of the EMG amplifier consisted of an Ohmic 
subject safety isolation (100K), a differential (3.3 KHz) and 
common mode filtering (16 KHz), and amplification gain of 
25. Later stages applied gain of 504, a pair of 1st order high 
pass filters (16 Hz), а 274 order lowpass (300 Hz), and final 
output lowpass filter of 800 Hz. Total system gain was 
12,600. The subject's reference potential was established by 
connecting “ground” electrodes though a safety resistance 
(100K) to the EMG amplifier's local “ground”. Finally, the 
outputs of the EMG amplifiers were digitized by the PC104 
data acquisition system at 2000 Hz. 

Computing System 

FIG. 58 shows the schematics of the computer system. 
The computer system contained an onboard computer 
(PC104) with a data acquisition card, power supply, and 
motor amplifiers. The system was powered by a 48V, 4000 
mAh Li-Polymer battery pack. The PC104 used was a 
MSMP3XEG PC/104 from Advanced Digital Logic, Inc. It 
was fitted with a PENTIUM III 700 MHz processor. Custom 
signal conditioning boards amplified sensor (linear pot) 
reading and provided a differential input to the data acqui- 
sition board, in order to minimize common mode noise from 
pick-up in the system. A PC/104 format multifunctional I/O 
board, Model 526 (from Sensory, Inc) was connected to the 
PC/104 to provide I/O to interface with sensors and motor 
controller (8xdiff. AI, 2х AO, and 4x quadrature encoder 
counters). The system ran the Matlab Kernel for xPC target 
application. The target PC (PC104) could communicate with 
a host computer via Ethernet. The host computer sends 
control commands and obtains sensory data from the target 
PC104. A custom breakout board interfaced the sensors to 
the D/A board on the PC104 as well as provided power the 
signal conditioning boards. The dc motor of the prosthesis 
was powered by a motor amplifier (Accelnet Panel ACP090- 
36, V—48 volts, Ipk-36 A) from Copley Controls Corp. 

A mobile computing platform was developed that allowed 
us to conduct untethered walking experiments outside the 
laboratory. The mobile platform was mounted on an external 
frame backpack. Most of the electronic components were 
mounted on the platform, including a PC104, a power 
supply, I/O Cards, and a motor amplifier. Using cabling, the 
prosthesis was connected to the I/O board and motor ampli- 
fier on the platform. 

Metabolic Walking Economy 

The human ankle provides a significant amount of net 
positive work during the stance period of walking, espe- 
cially at moderate to fast walking speeds. On the contrary, 
conventional ankle-foot prostheses are completely passive 
during stance, and consequently, cannot provide net positive 
work. Clinical studies indicate that transtibial amputees 
using conventional prostheses exhibit higher gait metabolic 
rates than is normal. Researchers believe the main cause for 
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the observed increase in metabolism is due to the inability of 
conventional prostheses to provide net positive work at 
terminal stance in walking. 

A powered ankle-foot prosthesis, capable of providing 
human-like power at terminal stance, can increase amputee 
metabolic walking economy compared to a conventional 
passive-elastic prosthesis. To test the hypothesis, a powered 
prosthesis is built that comprises a unidirectional spring, 
configured in parallel with a force-controllable actuator with 
series elasticity. The prosthesis is controlled to deliver the 
high mechanical power and net positive work observed in 
normal human walking. The rate of oxygen consumption is 
measured as a determinant of metabolic rate on three uni- 
lateral transtibial amputees walking at self-selected speeds. 
We find that the powered prosthesis improves amputee 
metabolic economy from 7% to 20% compared to the 
conventional passive-elastic prostheses evaluated (Flex- 
Foot Ceterus and Freedom Innovations Sierra), even though 
the powered system is twofold heavier than the conventional 
devices. These results highlight the clinical importance of 
prosthetic interventions that closely mimic the mass distri- 
bution, kinetics, and kinematics of the missing limb. 

Today’s commercially available below-knee prostheses 
are completely passive during stance, and consequently, 
their mechanical properties remain fixed with walking speed 
and terrain. These prostheses typically comprise elastic 
bumper springs or carbon composite leaf springs that store 
and release energy during the stance period, e.g. the Flex- 
Foot or the Seattle-Lite {E-1} {E-2}. 

Lower extremity amputees using these conventional pas- 
sive prostheses experience many problems during locomo- 
tion. For example, transtibial amputees expend 20-30% 
more metabolic power to walk at the same speed as able- 
bodied individuals, and therefore, they prefer a slower 
walking speed to travel the same distance. Thus, their 
average self-selected walking speed is normally 30-40% 
lower than the mean speed of intact individuals {E-3} 
{Е-4}. Also, many clinical studies report that amputees 
exhibit an asymmetrical gait pattern {E-5} {E-6} {E-7}. For 
example, unilateral below-knee amputees generally have 
higher than normal hip extension, knee flexion, and ankle 
dorsiflexion on the unaffected side. On the affected side, 
such individuals have less than normal hip and knee flexion 
during stance. Additionally, there is a significant ankle 
power difference between the affected and unaffected sides 
during ankle powered plantar flexion in walking. 

There are many differences between the mechanical 
behavior of conventional ankle-foot prostheses during the 
walking cycle and that of the human ankle-foot complex. 
Most notably, the human ankle performs more positive 
mechanical work than negative, especially at moderate to 
fast walking speeds {E-8} {E-9} {E-10} {E-11}. Research- 
ers hypothesize {E-12} {E-13} {E-14} that the inability of 
conventional passive prostheses to provide net positive work 
over the stance period is the main cause for the above 
clinical difficulties. 

Although the idea of a powered ankle-foot prosthesis has 
been discussed since the late 1990s, only two attempts 
{E-15}{E-16} have been made to develop such a prosthesis 
to improve the locomotion of amputees. However, although 
mechanisms were built, no further publications have dem- 
onstrated their capacity to improve amputee gait compared 
to conventional passive-elastic prostheses. Additional 
research has focused on the advancement of a quasi-passive 
ankle-foot prosthesis. Researchers in {E-17} and {E-18} 
developed prostheses that used active damping or clutch 
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mechanisms to allow ankle angle adjustment to occur under 
the force of gravity or the amputee’s weight. 

In the commercial sector, the most advanced ankle-foot 
prosthesis, the Ossur ProprioFoot™ {E-1}, has an electric 
motor to adjust foot position during the swing phase to 
achieve foot clearance during level-ground walking. 
Although active during the swing phase, the Proprio ankle 
joint is locked during stance, and therefore becomes equiva- 
lent to a passive spring foot. Consequently, since it is 
essentially a passive prosthesis during the stance period of 
walking, the mechanism cannot provide net positive power 
to the amputee. 

According to {E-5}{E-19}{E-20}, two main engineering 
challenges hinder the development of a powered ankle-foot 
prosthesis. 

Mechanical Design: 

With current actuator technology, it is challenging to build 
an ankle-foot prosthesis that matches the size and weight of 
the human ankle, but still provides a sufficiently large 
instantaneous power and torque output to propel an ampu- 
tee’s locomotion. For example, a 75 kg person has an 
ankle-foot weight approximately equal to 2.5 kg, and a peak 
power and torque output at the ankle during walking at 1.7 
m/s equal to 350 W and 150 Nm, respectively {E-19}{E- 
20]. Current ankle-foot mechanisms for humanoid robots 
are not appropriate for this application, as they are either too 
heavy or not powerful enough to meet the human-like 
specifications required for a prosthesis {E-21}{E-22}. 

Control system design: The control system of a highly 
functional ankle-foot prosthesis will be very different from 
the ankle-foot controllers of the humanoid robots described 
in {E-21}{E-22}. Such ankle controllers follow pre-planned 
kinematic trajectories during walking, whereas an intact 
ankle is believed to operate in impedance control mode or 
torque control mode in walking {E-8}{E-9}. 

A key objective of this research is to address both the 
mechanical and control system design challenges. We design 
and build a novel motorized prosthesis that exploits both 
series and parallel elasticity to fulfill the demanding human- 
like ankle specifications {E-19}{E-20}. To solve the control 
system problem, we design and evaluate an impedance and 
force controller that allows the prosthesis to mimic human 
ankle behavior during the stance period of walking. Using 
the powered system, we conduct a preliminary investigation 
to test the hypothesis that a powered ankle-foot prosthesis 
can increase amputee walking economy compared to a 
conventional passive-elastic prosthesis. Using measures of 
oxygen consumption during level-ground walking at self- 
selected speeds, we estimate walking metabolic rates on 
three transtibial amputee participants using the proposed 
prosthesis and a conventional passive-elastic prosthesis. 

As previously discussed, for level ground walking, human 
ankle provides three main functions: (1) it behaves as a 
spring with variable stiffness from CP to CD; (1) it provides 
additional energy for push-off during PP; and (iii) it behaves 
as a position source to control the foot orientation during 
SW. 

Akey question for the control is to define a target walking 
behavior for the prosthesis. For the swing phase, the desired 
ankle behavior is just to re-position the foot to a predefined 
equilibrium position. For the stance phase control, it is 
commonly believed that the best control approach is to 
mimic normal human ankle impedance during stance, rather 
than simply tracking ankle kinematics {E-8}-{E-11}. How- 
ever, the actual mechanical impedance of the human ankle 
during walking has not been determined experimentally 
simply because it is difficult to conduct ankle perturbation 
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experiments on a human subject while walking {E-9}. As a 
resolution of this difficulty, many researchers have sug- 
gested another performance measure, called “quasi-static 
stiffness”, that is the slope of the measured ankle torque- 
angle curve during stance {E-8}-{E-11}. Mimicking the 
quasi-static stiffness curve of a human ankle during walking 
is the main goal for the stance phase controller. 


TABLE I 


DESIGN SPECIFICATIONS 


Weight (kg) 2.5 kg 

Length (m) 0.32 m 

Max. Allowable Dorsiflexion (deg) 25 

Max. Allowable Plantarflexion (deg) 45 

Peak Torque (Nm) 140 Nm 

Peak Velocity (rad/s) 5.2 rad/s at 20 Nm 

Torque Bandwidth (Hz) 1.5 Hz 

Net Work Done (7) 10 J at 1.3 m/s 
20 J at 1.7 m/s 

Required Offset Stiffness (Nm/rad) 550 Nm/rad 


As can be seen in FIG. 5(A), a typical quasi-static stiffness 
curve can be decomposed into two main components: (1) a 
spring whose stiffness varies in a similar manner to the 
normal human ankle does in CP and CD. (2) a torque source 
that provides positive network during late stance phase. 

We then simplified these two components and used them 
to provide the target stance phase behavior for the prosthesis 
as depicted in FIG. 5B. Detailed descriptions for each 
component are summarized as follows: 

1) A linear torsional spring with a stiffness that varies with 
the sign of the ankle angle. When the ankle angle is 
positive, the stiffness value will be set to KCD. When 
the ankle angle is negative, the stiffness value will be 
set to KCP. 

2) A constant offset torque Av that models the torque 
source during PP. This offset torque will be applied in 
addition to the linear torsional springs KCD during PP. 
трр determines the moment at which the offset torque 
is applied, indicated by the point (4) in FIG. 3B. The 
actual work done at the ankle joint due to the torque 
source is 


1) 


1рр 


А 
Кер Ко! 


AW = Ar| E 


It is noted here that the conventional passive prostheses 
only provide the spring behavior but fail to supply the 
function of the torque source to thrust the body upwards and 
forwards during PP. Our designed prosthesis eventually will 
provide both functions during stance. 

Design Specifications 

Using the above biomechanical descriptions and the 
results from {E-8}-{E-11}{E-23}, the design goals for the 
prosthesis are summarized as follows: 

the prosthesis should be at a weight and height similar to 

the missing human limb. 

the system must deliver a large instantaneous output 

power and torque, i.e. about 350 W and 140 Nm for a 
75 kg person. Furthermore, the system must produce 10 
J of net positive mechanical work at the ankle joint 
during each stance period. 

the system must be capable of changing its stiffness as 

dictated by the quasi-static stiffness of an intact ankle. 
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the system must be capable of controlling joint position 

during the swing phase. 

The basic architecture of our mechanical design is a 
physical spring, configured in parallel to a high-power, 
force-controllable actuator. The parallel spring and the 
force-controllable actuator serve as the spring component 
and the torque source in FIG. 5B, respectively. To avoid 
hindering the foot motion during swing phase, the parallel 
spring is implemented as a unidirectional spring that pro- 
vides an offset stiffness value only when the ankle angle is 
larger than zero degree. In addition, we use a Series-Elastic 
Actuator (SEA) to implement the force-controllable actuator 
{E-24} {E-25}. FIGS. 17А and 178 and 6 show the Solid- 
Work Model and the basic configuration of the proposed 
powered prosthesis, respectively. 

As can be seen in FIG. 6, there are five main mechanical 
elements in the system: a high power output d.c. motor, a 
transmission, a series spring, a unidirectional parallel spring, 
and a carbon composite leaf spring prosthetic foot. We 
combine the first three components to form a rotary Series- 
Elastic Actuator (SEA). A SEA, previously developed for 
legged robots {E-24} {E-25}, consists of a de motor in 
series with a spring (or spring structure) via a mechanical 
transmission. The SEA provides force control by controlling 
the extent to which the series spring is compressed. Using a 
linear potentiometer, we can obtain the force applied to the 
load by measuring the deflection of the series spring. 

In this application, we use the SEA to modulate the joint 
stiffness as well as provide the constant offset torque At as 
shown in FIG. 7. It provides a stiffness value KCP during CP 
and a stiffness value KCD1 from CD to PP. From points (4) 
to (3), it supplies both the stiffness value KCD1 and а 
constant, offset torque At. The unidirectional parallel spring 
provides an offset rotational stiffness value K” when the 
ankle angle is larger than zero degree. 

As shown in FIG. 7, due to the incorporation of the 
parallel spring, the load borne by the SEA is greatly reduced. 
Because of this fact, the SEA will have a substantially large 
force bandwidth to provide the active push-off during PP. 

The elastic leaf spring foot is used to emulate the function 
of a human foot that provides shock absorption during foot 
strike, energy storage during the early stance period, and 
energy return in the late stance period. A standard low profile 
prosthetic foot, called the FlexFootLPVari-Flex was used in 
the prototype {E-1}. 

System Model 

A simple linear model is proposed in FIGS. 9A and 9B 
that is sufficient to describe the essential linear behavior of 
the prosthesis. The basic concept of this model is similar to 
the standard SEA model in {E-25}, except that we applied 
his model to a rotational joint system and also included an 
unidirectional parallel spring into the model. Referring to 
the FIGS. 9A and 9B, the motor is modeled as a torque 
source Tm with a rotary internal inertia Im, applying a force 
to the series spring ks through a transmission R. The 
damping term bm represents the brush and bearing friction 
acting on the motor. x and 6 are the linear displacement of 
the series spring and the angular displacement of the ankle 
joint, respectively. Again, the transmission has a ratio R that 
converts rotary motion of the motor into linear compression 
on the series spring. 

In this model, we assume the foot as a rigid body with 
negligible inertia because it is relatively very small com- 
pared to the effective motor inertia, i.e., Text=rF's where Text 
and r are the moment arm of the spring about the ankle joint 
and the torque exerted by the environment to the prosthesis. 
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This model ignores the amplifier dynamics, nonlinear fric- 
tion, internal resonances, and other complexities. 

For simplicity, we then convert the model into transla- 
tional domain (see FIG. 10(5)). Me, Be, and Fe represent the 
effective mass, damping, and linear force acting on effective 
mass, respectively. These components are defined as fol- 
lows: 


М,-4,82Е,-Т,8,8,-8,4. 


The equation of motion becomes: 


MB X+k,x=F-F, (2) 


Е,-і,09-х) (3) 


while the total external torque or total joint torque 


Text = { 


Equations (2) and (3) are the standard dynamic equations 
for a SEA {E-25}. Equation (4) reveals that with the parallel 
spring, less spring force Fs is required for a given total joint 
torque. 

Large Force Bandwidth 

According to {E-25}, before designing any controllers, 
we need to guarantee that the physical system would not run 
into any saturation within the operating range of torque level 
and bandwidth. One of the suggested index is the large force 
bandwidth. The large force bandwidth is defined as the 
frequency range over which the actuator can oscillate at a 
force amplitude F,"^' due to the maximum input motor 
force, Fsat {E-25}. Because the series elasticity substan- 
tially reduces the system bandwidth at large force due to the 
motor saturation. The stiffer the spring is, the higher SEA 
bandwidth is at large force. Our goal is to have the large 
force bandwidth of the SEA much greater than the required 
force bandwidth in the specifications (Table I) by choosing 
proper system components such as ks. 


rF, 0<0 
ГР; + К,К,9 0-0 


(4) 


TABLE II 
MODEL PARAMETERS 
Parameters 
Fsat Vsat Me Be 
Values 7654N 0.23 m/s 170 kg 8250 Ns/m 


To study the large force bandwidth, we fix both ends of 
the model in FIG. 9A, consequently, the equation of motion 
for this model (2) becomes a standard second-order differ- 
ential equation for a spring-mass-damper system. The spring 
force Fs was considered as the system output. Then, the 
transfer function that describes the large force bandwidth is: 


(5) 


where F.” Vsat are the maximum output force and 
maximum linear velocity of the motor respectively. They are 
defined as 
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Fsa = RT pote 


motor and 


сотах 


Уш = —-- 


R 


As can be seen in FIG. 15, the large force bandwidth is 
independent of the control system, but rather depends on the 
intrinsic system behaviors which are determined by the 
choices of the motor, transmission ratio, and the spring 
constant. In our design, the total spring constant for the 
series springs is set to 1200 KN/m. Using the motor param- 
eters (Maxon RE-40) in {E-27} and transmission ratio 
(R=3560), the model parameters were obtained and shown 
in Table II. The simulation result for the large force band- 
width has shown in FIG. 15. 

As shown in FIG. 15, the estimated large force bandwidth 
of the system with and without the parallel spring was at 9.4 
Hz (at 50 Nm) and 3.8 Hz (at 120 Nm), respectively. As in 
(4), the parallel spring shared some of the payloads of the 
SEA, the required peak force for the system was signifi- 
cantly reduced. With the parallel spring, the estimated force 
bandwidth were much larger than the designed criteria in 
Table I. In practice, it is favorable to design a system whose 
large force bandwidth is several times larger than the 
required bandwidth as there are many factors that can 
substantially reduce the large force bandwidth, such as 
unmodeled friction {E-25}. 

The goal of the control system is to allow the prosthesis 
to track the target stance phase behavior. To this end, the 
prosthesis must have three types of low-level servo control- 
lers: (i) a high performance torque controller to provide an 
offset torque during push-off as well as facilitate the stiffness 
modulation, (ii) an impedance controller to modulate the 
joint stiffness during the entire stance phase, (11) a position 
controller to control the foot position during the swing 
phase. 

Furthermore, it is necessary to have a high-level control 
system to manage and determine the transitions among the 
low-level servo controllers so as to provide proper prosthetic 
functions for a given condition. For examples, if the pros- 
thesis is detected to be off ground, then the high-level 
control system will use the position controller to modulate 
foot position for foot clearance. The overall architecture of 
the control system is shown in FIG. 25. As can be seen, the 
control system contains a set of low-level servo controllers 
and a finite state machine, widely used in the high-level 
control of A/K prostheses {E-28}{E-29}. The finite state 
machine comprises two parts: a state identification and a 
state control. The former is used to identify the current state 
of the prosthesis while the latter is used to execute the 
predefined control procedure for a given state. In the fol- 
lowing sections, we first discuss the development of the 
low-level servo controllers, followed by the design of the 
finite state machine. 

Low-Level Servo Controllers 

Throughout this section, we assume that the parallel 
spring does not inhibit controllers’ ability to specify desired 
dynamics, at least within the operating range of torque level 
and bandwidth. 

1) Torque Controller: 

A high performance torque controller was designed to 
provide the offset torque and facilitate the stiffness modu- 
lation. The design consists of (1) an inner force/torque 
control loop and (ii) a feed forward friction compensation 
term (see FIG. 59). The basic concept of the inner force/ 
torque control loop is to use the force feedback, estimated 
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from the series spring deflection, to control the output joint 
torque of the SEA {E-25}. We proposed a controller D(s) 
that has a P-term plus a lead-compensator to control the 
inner force loop {E-20} as below. 


(5) 


5 S 
D(s) = = Кр + Br 
Tels s+p 


where te, Vm are the output torque error and input voltage 
to the motor amplifier, respectively. Furthermore, Kr, B^, р 
are the proportional gain, damping, and pole of the force 
controller, respectively. The main function of the lead com- 
pensator in (6) is as a differentiator that only differentiates 
the low frequency components of the signal measured by the 
potentiometer. The pole p of the controller was set to 30 Hz, 
which is sufficiently larger than the dominant frequency of 
the human ankle during normal walking (3 Hz). 

By increasing the gain KF, we can shadow the effect of the 
intrinsic impedance (e.g. friction or inertia) in the mecha- 
nism, and consequently, the torque tracking performance 
will be improved. However, one cannot fully compensate for 
the intrinsic impedance by increasing KF simply because 
instability results when the system couples to certain envi- 
ronments at high gain. This is so because the system 
becomes non passive {E-33}. Therefore, we introduce a 
model-based friction compensation term Fr(s) to augment 
the torque controller. Adding the friction compensation term 
reduces the effect of the intrinsic friction in the system while 
maintaining the coupled stability {E-33}. A standard friction 
compensation term was used and defined as 


xy-f.Cosgn(8)eb,Ó, 


where fc, be are the Coulombic force constant and damping 
coefficient, respectively {E-34}. АП these parameters were 
identified using experimental data. 

Impedance Controller: 

An impedance controller was designed to modulate the 
output impedance of the SEA, especially the joint stiffness. 
As shown in FIG. 59(5), we introduced an outer position 
feedback loop/outer impedance control loop onto the pro- 
posed force controller to modulate the output impedance. 
The outer impedance control loop is based on the structure 
of the “Simple Impedance Control", proposed by Hogan 
{E-30}. The key idea is to use the motion feedback from the 
ankle joint (0) to increase the output joint impedance. The 
outer impedance controller in S-domain is defined as 


(8) 


(5) К, 
нэ E g Ж ~) 


Za(s) = 


where т, Ky, В. are the desired SEA output joint torque, 
stiffness, and damping, respectively. Ап offset torque Av will 
be applied in addition to the total joint impedance Zora 
during PP. The desired output torque of the SEA during PP 
becomes 


та(5) = (в, + 27 АТ о) 


US 11,278,433 B2 


51 


Taking into the consideration of the parallel elasticity, the 
total joint impedance Ztotal(s) is 


(10) 


Position Controller: 

Astandard PD-controller H(s) was proposed to control the 
equilibrium position 61 of the foot during swing. Then, the 
input voltage Vm(s) to the motor amplifier is Vm(s)=K1 
(0,-0)+К,Ө, where K, and K, are the proportional and 
derivative terms of the controllers. 

Finite State Machine Control 

A finite state machine was implemented to allow the 
prosthesis to mimic the target stance phase behavior (see 
FIG. 60). As indicated, six states were designed: CP, CD, PP, 
SWI, SW2, and SW3, respectively. The definition, objec- 
tive, and corresponding action taken for each state are 
summarized in Table III. During state transitions, the system 
mainly relied on four variables: 

1) Heel contact (Н). H=1 indicates that the heel is on the 

ground, and vice versa 

2) Toe contact (T). T=1 indicates that the toe is on the 

ground, and vice versa. 

3) Ankle angle (0) 

4) Total ankle torque (Tjoint) 

АП the triggering information was obtained from the 
sensors mentioned below, including foot switches to mea- 
sure heel/toe contact, ankle joint encoder to measure the 
ankle angle, and the linear spring potentiometer to measure 
joint torque. 

Upon entering one of the system states, the prosthesis 
employed one of the low-level controllers to provide certain 
pre-defined ankle functions. For example, when the system 
entered state CP, the prosthesis used the impedance control- 
ler to provide the stiffness KCP to prevent foot slapping 
(Table III). 

For a typical gait cycle, state CP began when the heel 
switch was compressed (H-1) and the ankle angle was less 
then zero (0«0). In state CP, the system used the impedance 
controller to output a joint stiffness К „„„“К ср. The transi- 
tion from states CP to CD occurred when either the toe or 
heel switches was compressed (H-1 ог Т=1) as well as the 
ankle angle was larger than zero (020). In state CD, the 
system outputted another joint stiffness К.,,-Ко. The 
system would only enter state PP if the total joint torque was 
larger than the predefined torque threshold for push-off 
(Ти). Otherwise, it remained in state CD until the foot 
was off the ground (H=0 and T=0). 

In state PP, the SEA outputted an offset torque At in 
addition to the joint stiffness КК, that contributed to 
the net positive work done at the ankle joint. Once entering 
the state PP, the system could only move to state SW1 
provided that the foot was off the ground (H=0 and Т=0). In 
state SW1, the foot was positioned to a predefined ankle 
angle 6-6,,.o¢ and remained at that position for a given 
time period tH for foot clearance. The controller then 
entered state SW2 automatically when the time period tH 
was over. The foot then started to move to the nominal 
position equal to zero degree. Once the ankle reached zero 
degrees, the system entered the state SW3, given that the 
foot was still off the ground (H=0 and T=0). Anew gait cycle 
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was triggered when the heel-strike occurred once gain. The 
state control for a typical gait cycle is graphically depicted 
in FIG. 61. 

Sensors and Computing Platform 

We installed a 5 kOhm linear potentiometer across the 
flexion and extension the series springs to measure their 
displacement. We also mounted a 500-line quadrature 
encoder (US digital, inc.) in between the parent link mount- 
ing plate and child link mounting plate to measure the joint 
angle of the prosthetic ankle. Six capacitive force transduc- 
ers were placed on the bottom of the foot: two sensors 
beneath the heel and four beneath the forefoot region. Using 
cabling, the prosthesis was connected to a multifunctional 
ИО board from Sensory Co., Inc (Model 526) that was 
interfaced with a PC104 Pentium Ш CPU (MSMP3XEG, 
from Advanced Digital Logic, Inc). The system runs the 
Matlab Kernel for xPC target application {E-35}. The target 
PC (PC104) can communicate with a host computer via 
Ethernet. The host computer sends control commands and 
obtains sensory data from the target PC104. We powered the 
de motor with a motor amplifier (AccelnetPanelACP-090- 
36, V=48 volts, Ipk=36 A) from Copley Controls Corp. 

Finally, a mobile computing platform was developed that 
allowed us to conduct untethered walking experiments out- 
side the laboratory. As shown in FIGS. 32A and 32B, the 
mobile platform was mounted on an external frame back- 
pack. Most of the electronic components were mounted on 
the platform, including a PC104, a power supply, JO Cards, 
and a motor amplifier. 

Intent Recognition for Ankle Prosthetic 

General Purpose 

Traditional passive prosthetic and orthotic devices rely 
fully on control by the human user; the human learns to use 
the device, adapting his or her gait and balance control 
strategies to accommodate the device. As prosthetic devices 
become enabled with actuation capabilities, the question of 
how these capabilities should be controlled arises. For 
example, an ankle prosthesis or orthosis with an electric 
actuator might allow for changing the pitch angle of the foot 
with respect to the shank, and might allow for exertion of 
torques about the artificial ankle joint that could be trans- 
mitted to the ground. Control of such an actuator requires 
knowledge of the goals and intentions of the user. For 
example, the actuator should do different things depending 
on whether the user is about to walk up stairs, walk down 
stairs, or walk on level ground. 

This section presents a method for predicting whether the 
user of an active ankle prosthesis or orthosis is about to step 
up, step down, or step on level ground. Our method makes 
a highly accurate prediction in real time, shortly after the 
step begins. Thus, the prediction is made with enough time 
to allow for control of the actuator in a desirable way, based 
on the prediction. 

А key requirement for such a device is that its sensors not 
require onerous activity by the user. Hence, it should not 
require the user to communicate intent through a joy stick or 
hand controlled device, and it should not require the user to 
wear or attach extensive sensor devices separate from the 
device itself. For this reason, we restrict our sensors to an 
Inertial Measurement Unit (IMU) attached at the shank of 
the prosthesis/orthosis, and simple force sensors that indi- 
cate when the toe or heel of the artificial foot are in contact 
with the ground, as shown in FIG. 64. Thus, our algorithm 
makes its prediction based on the minimal amount of 
sensory information, and possibly noisy 

Another key requirement for such a device is that it be 
easily usable by people of different sizes, and that it should 
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adapt to changing conditions in the sensors, the environ- 
ment, and the user. Our algorithm uses a machine learning 
approach that allows it to adapt to different users and varying 
conditions. 

Technical Description 

We assume that the prosthesis/orthosis has at least one 
actuator at the ankle, which is used to adjust the dorsi/plantar 
flexion angle of the ankle with respect to the shank, as shown 
in FIG. 64. This capability to adjust the ankle angle 
improves the user’s ability to perform a variety of walking 
tasks, including walking up and down stairs, in a more 
natural, safe, and efficient manner. For example, when 
walking down stairs, the ankle angle is more plantar flexed 
than during level ground walking. This results in the toes 
touching before the heel as the foot descends to the next step, 
allowing for better absorption of impact forces. This is in 
contrast to level ground walking, where the heel strikes 
before the toe. 

In order for the ankle angle control to be safe, the system 
must recognize user intent in a timely manner. For example, 
the system should recognize a transition from level ground 
walking to walking down stairs soon enough so that the 
ankle angle can be adjusted before the first descending step. 
Furthermore, the system must have a very high degree of 
certainty in intent recognition; an error could result in an 
incorrect control action, possibly causing the user to trip. 
Recognition of intent is based on sensory information. The 
prosthetic/orthotic device has an Inertial Measurement Unit 
(IMU), as well as a strain gauge, mounted on the shank. 

The IMU provides very accurate information about the 
three-dimensional orientation of the shank. It also provides 
translational acceleration, but this has some error. When this 
acceleration is integrated to obtain translational velocity and 
position estimates, the acceleration error can cause drifting 
of these estimates over time. The strain gauge is used to 
determine if the foot is on the ground or not. 

Intent Recognition Through Hybrid Estimation 

We represent the state of the combined user/device system 
using a discrete/continuous hybrid state vector. The type of 
task being performed (taking a step on level ground, taking 
a step to walk down stairs, slopes, etc.) is represented using 
a discrete mode variable, and position and velocity state is 
represented by continuous variables. We estimate and pre- 
dict this hybrid state using a hybrid mode estimation archi- 
tecture [Williams 2001, Hofbaur 2002] that combines the 
predictive capabilities of physical models of human motion, 
with observations from the sensors on the device. Prediction 
of the discrete mode corresponds to prediction, or recogni- 
tion, of intent. We frame this tracking and prediction process 
as belief state update for a hybrid HMM. In a hybrid HMM, 
each discrete mode has an associated continuous dynamics 
for the continuous state variables. The continuous state 
variables and system observations are given by stochastic 
difference equations. Mode transition is a probabilistic func- 
tion of the current mode and continuous state estimates. We 
use a Hybrid Markov Observer (FIG. 65) to interpret the 
hybrid HMM. The observer computes a sequence of hybrid 
state estimates, each of which is a tuple 


Хус ( ара) ‚ where Хак 


is the estimate of the discrete mode, and p, , is the continu- 
ous state estimate expressed as a multi-variate probability 
distribution function with mean x^, , and covariance matrix 
Р,. 
Parameter Learning Using Expectation Maximization 
The Hybrid Markov Observer requires numerous param- 
eters to be set appropriately in order for it to work properly. 
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One important set of parameters is associated with the 
observation function. This function gives the conditional 
probability of particular discrete modes given the current 
observations. 

Our algorithm implements this function using a set of 
multi-dimensional Gaussians. Thus, for each discrete mode, 
we use a multi-dimensional Gaussian to represent the prob- 
ability of that mode. The dimensions of the Gaussian cor- 
respond to continuous observations such as pitch angle and 
pitch angular velocity. These observations are obtained from 
the IMU. 

A key challenge is to learn the parameters of these 
Gaussians; they should not have to be entered manually. 
Hence, we use an expectation maximization (EM) {F-4} to 
learn these parameters. This algorithm iteratively performs 
state estimation (E step) and parameter estimation (M step), 
converging to optimal estimates and parameters after a 
period of time. The algorithm can be used in supervised, or 
unsupervised learning modes. In supervised mode, a labeled 
training data set is used, so the E step is skipped. In 
unsupervised mode, the data is supplied to the algorithm in 
real time, incrementally, and there is no labeled training data 
set. We use a combination of supervised and unsupervised 
approaches. We begin with a supervised approach, using 
training data corresponding to different body types. We then 
use this as a starting point, for an unsupervised mode, where 
the user begins using the device, and the device performance 
improves over time as the EM algorithm adjusts parameters 
for this particular user. 

Advantages and Improvements Over Existing Methods 

We know of no current method that performs this type of 
prediction. 

Our method is provably optimal, given a particular sensor 
configuration. 

Our method adapts to new conditions over time. 

Our method requires only a minimal sensor configuration. 

Commercial Applications 

Ankle-foot prostheses, orthoses, exoskeleton, 

May be extended to other prosthetics, and also orthotic 
devices 

Prothesis Construction 

The sections that follow describes the construction of five 
ankle-foot prosthesis designs as shown in FIGS. 66-83. 

The first embodiment 6600 is an ankle-foot design for the 
efficient control of spring-equilibrium position shown in 
FIGS. 66, 67 and 68. The components of the prosthesis are 
listed below: 

FIG. 66 right view 

6601 DC Motor 

6602 motor position encoder 

6603 composite foot 

6604 worm gear 

6605 ankle rotation axis 

6606 spring housing 

6607 pyramid mount 

6608 positioning worm gear 

6609 spring cable hub 

6610 spring compression cable 

FIG. 67 cut away 

6602 motor position encoder 

6601 DC motor 

6604 worm gear 

6610 spring compression cable 

6609 spring cable hub 

6611 die spring 

6606 spring housing 

6607 pyramid mount 
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6612 cable termination and spring compression сар 

6613 spring cable roller guides 

6605 ankle rotation axis 

6603 composite foot 

Referring to FIG. 66, the motor 6601 shaft drives the 
worm gear 6604 and the motor 6601 is mounted to the 
composite foot 6603. A shaft integral encoder 6602 is 
mounted on the motor 6601 and is used to position the ankle 
accurately via closed loop feedback control. The worm gear 
6604 drives the positioning worm gear 6608 on the ankle 
rotation axis 6605. A spring cable hub 6609 is concentrically 
attached to the positioning worm gear 6608. A spring 
compression cable 6610 is wound around the spring cable 
hub 6609. Two coil springs are passed on each end of the 
cable and are supported on roller guides that rotate the spring 
housing 6606 on the spring cable hub around the ankle 
rotation axis 6605. The spring cable hub 6609 transfers the 
torque from the motor 6601 and applies force on the spring 
compression cable. The leg is bolted to the pyramid mount 
6607 fastened to the spring housing 6606. 

FIG. 67 shows the sagittal plane cross sectional view. This 
cross sectional layout shows the details inside the spring 
housing 6606 and the drive mechanism. In this figure the 
spring compression cable 6610 is crimped in the cable 
termination cap 6612 at the top of the spring housing 6606. 
The DC motor 6601 is shown with position encoder 6602 
and drives a worm gear 6604 that is geared to rotate the 
spring cable hub 6609 on the ankle joint axis which is 
perpendicular to the motor shaft axis. The spring compres- 
sion cable 6610 is wound around the hub 6609 and is 
crimped to cable termination cap 6612. Two die springs 
6611 are passed around each end of the cable 6610 and are 
supported between the cable termination cap 6612 and plate 
supporting roller guides 6613. The pyramid mount 6607 
connects the ankle mechanism to the leg prosthesis. 

This novel ankle-foot mechanism 6600 provides for dor- 
siflexion and plantar flexion of the ankle during the swing 
phase of walking. When the motor drives the worm gear 
counter clockwise, the cable pulls the rear spring in com- 
pression and extends the front spring. This rolls the spring 
housing backwards on the rollers resulting in ankle plantar 
flexion. When the motor drives the worm gear clock wise, 
the cable is pulled and the rear spring releases and the front 
spring gets compressed resulting in the spring housing 
rotating forward on the ankle joint axis. 

The dominant advantage of this design over the prior art 
is its inherent ability to provide ankle spring equilibrium 
control while requiring only a minimal amount of electrical 
power from a power supply. In embodiment 1 shown in 
FIGS. 66-67, the worm gear and cable transmission is non 
backdriveable. Thus, no energy is required by the motor to 
maintain an ankle spring equilibrium position and imped- 
ance. During the swing phase of walking, a microprocessor 
located on the artificial ankle-foot mechanism 6600 would 
adjust the position of the ankle joint such that the ankle 
position (joint spring equilibrium position) is ideal given 
environmental conditions such as walking speed and surface 
terrain. Once the ankle position has been adjusted during the 
swing phase, the motor can turn off to conserve power- 
supply energy during the subsequent stance period. 

The control of ankle position and spring equilibrium 
position during the swing phase can be achieved using 
sensory information measured on the mechanism. The sen- 
sors of the ankle include a motor encoder 6602 shown in 
FIG. 66. An ankle angle encoder senses the position of the 
foot with respect to the shank. Additionally, an inertial 
measurement unit (IMU) is located on the ankle-foot mecha- 
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nism 6600. The IMU is composed of a three axis acceler- 
ometer and one to three ceramic gyroscopes. The IMU is 
thus capable of measuring three dimensional angles of the 
shank with respect to gravity, angular velocities, and accel- 
erations. The acceleration can also be double integrated, 
after subtracting the acceleration component of gravity, to 
give a change in linear position. The IMU is useful in 
detecting stair ascent and descent, and ramp ascent and 
descent where adjustments in spring equilibrium position are 
necessary for proper ankle function. 

The second embodiment is rotary ankle-foot design for 
the control of joint impedance and power output shown in 
FIGS. 69-73. The components of the prosthesis are listed 
below: 

1 Foot Frame 

2 Drive Frame 

3 Maxon PowerMax 30 motor plus encoder 

4 Driver Gear 

5 10 mm Ball Screw 

6 Driven Gear 

7 Ball Nut with side pins 

8 Drive Arm Assembly 

9 Composite Foot Plate 

10 Drive Frame Pin 1 

11 Ankle Joint Pin 1 

12 Parallel Composite Spring 

13 Parallel Spring Strap 

The powered artificial ankle-foot system shown in FIGS. 
69-73 is a bolt-on external prosthesis for lower extremity 
amputees. The ankle attempts to simulate the natural joint 
mechanics of a normal human ankle during walking, stair 
ascent/descent, and ramp ascent/descent via a combination 
of springs, a motor with drivetrain, and a linkage. Several 
sensors provide feedback necessary to control the motor, 
determine the current state in the gait cycle, and to determine 
whether the user is on stairs, a ramp, or level ground. 

The entire ankle mechanism is supported on the Foot 
Frame 1. The Drive Frame 2 is cradled in the Foot Frame 1 
by pin joints located at 10 and 11. The Drive Frame 2 carries 
the motor 3 which can be the Maxon PowerMax 30 motor 
or the Maxon RE 40 brushed DC motor, or a motor of similar 
size and power output. The Drive Frame 2 also carries the 
Driver Gear 4, the Driven Gear 6, the Ball Screw 5 and the 
Ball Nut 7. The Driver Gear 4 is attached to the motor 3 
output shaft and is connected to the Driven Gear 6 via a 
timing belt (timing belt not shown for clarity). The Driven 
Gear 6 is mounted on the Ball Screw 5 and rotates the Ball 
Screw 5, transmitting torque from motor 3 to Ball Screw 5. 
The rotational motion of Ball Screw 5 is converted into 
screw motion of the Ball Nut 7 moving on the Ball Screw 5. 
The Ball Nut 7 is connected to the Drive Arm 8 by the side 
pins. The Drive Arm 8 acts as a rocker on the ankle joint pin 
11 in the Foot Frame 1. 

The position of the ankle joint can be actively controlled 
during walking and other movement tasks. FIG. 71 shows 
the plantar flexion mode of the ankle. This position is 
achieved when motor 3 turns Driver Gear 4 which in turns 
drives the Ball Screw 5 via the Driven Gear 6 and moves the 
Ball Nut 7. The Ball Nut 7 climbs towards the Drive Frame 
2 consequently reducing the vector r, in length and rotating 
the vector r, CCW to achieve a plantar flexion position. FIG. 
72 shows the dorsiflexion mode in which the vector r, is 
increased in length by turning the motor 3 and engaging the 
drive train (Driver Gear 4, Ball Screw 5, Driven Gear 6 and 
Ball Nut 7) in the opposite direction. The vector r, is now 
rotated CW swinging the Drive Arm assembly 8 forward. 
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To offset motor torque required and thus reduce electric 
power required by the electric motor 1, a spring is placed in 
parallel with the ankle joint. A composite spring 12 acts in 
parallel to the actuator system and is connected between the 
composite foot plate 9 and Drive Arm 8 by a Parallel Spring 
Strap 13. The flexible parallel spring strap 13 enables the 
spring 12 to deflect when the ankle angle decreases in 
dorsiflexion below a critical engagement angle. However, 
the strap 13 goes slack for any plantar flexion angles greater 
than that strap engagement angle, thus not deflecting the 
composite parallel spring 12. The strap engagement angle of 
the parallel spring 12 is set precisely with adjustment screws 
located in the base of the Drive Arm Assembly 8. The 
engagement angle is set such that, when the ankle-foot 
mechanism is placed in a shoe, the longitudinal axis running 
through Drive Arm Assembly 8 becomes vertically aligned. 
The function of Parallel Spring 12 is to store energy during 
dorsiflexion as shown in FIG. 72, lowering force require- 
ments of the actuator system thereby increasing force band- 
width. 

The sensors of the ankle-foot mechanism include a motor 
encoder 3. An ankle angle encoder senses the position of the 
foot with respect to the shank. Using the motor encoder 3 
and the motor 1, a simple impedance control can be provided 
to the ankle joint. A load cell, constructed by placing strain 
gauges on the inside surfaces of the Drive Arm Assembly 8, 
is used to get an accurate measurement of ankle torque. 
Additionally an inertial measurement unit (IMU) is located 
on an electronic board attached to the ankle-foot assembly. 
The IMU is composed of a three axis accelerometer and one 
to three ceramic gyroscopes. The IMU is thus capable of 
measuring three dimensional angles of the shank with 
respect to gravity, angular velocities, and accelerations. The 
acceleration can also be double integrated, after subtracting 
the acceleration component of gravity, to give a change in 
linear position. The IMU is useful in detecting stair ascent 
and descent, and ramp ascent and descent. 

The entire apparatus is mounted to a composite foot plate 
9, that provides a normal foot profile and provides compli- 
ance at the heel and toe. The size of the composite foot plate 
9 is set to be appropriate for the user by the prosthetist. 
Stiffness of the toe and heel can be adjusted by selecting 
different composite foot plates 9 with different integral 
stiffnessses. 

The third embodiment illustrates the Motor, Spring, and 
Clutch Design in FIGS. 74-78 having the following com- 
ponents: 

FIGS. 74 and 75 

1 electric motor 

2 motor clutch 

3 cable stop 

4 spring cage roller 

5 toe box 

6 power screw 

7 composite foot plate 

8 spring cage 

9 connecting link 

10 parallel compression spring 

11 crank arm 

12 cable guide 

13 ankle axis pin 

14 parallel spring adjustment 

15 gearbox 

16 prosthetic tube clamp 

17 motor encoder cover 

18 ankle angle encoder 

FIGS. 76, 77 and 78 
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1a nut housing 

2a power screw 

3a dorsiflexion series compression spring 

4a plantarflexion series compression spring 

5a bearing roller track 

6a linear potentiometer housing 

Та linear potentiometer brush 

8a linear potentiometer element 

9a nut 10a dorsiflexion bumper 

The powered prosthetic ankle-foot system is a bolt-on 
external prosthesis for lower extremity amputees. The pros- 
thetic ankle-foot mechanism is connected to the existing 
socket via the prosthetic tube clamp 16. The ankle attempts 
to simulate the natural joint mechanics of a normal human 
ankle during walking, stair ascent and descent, and ramp 
ascent and descent via a combination of springs, a motor 
with drivetrain, and a linkage. Several sensors provide 
feedback necessary to control the motor, determine the 
current state in the gait cycle, and to determine whether the 
user is on stairs, a ramp, or level ground. 

In FIGS. 74 and 75, an electric motor 1 provides active 
power input to the prosthetic ankle. The electric motor 1 is 
either a Maxon powermax 30 brushless DC motor with a 200 
W continuous rating (pictured), or а Maxon КЕ 40 brushed 
DC motor with a 150 W continuous rating, or any other 
motor of similar power capability. The electric motor 1 is 
connected to a gearbox 15, which provides a reduction in 
speed to drive the parallel power screw 6. The gearbox 15 is 
a two stage spur gear train with a total reduction of 4:1. The 
power screw 6 is a Nook industries 10 mm diameter 3 mm 
lead ball screw. The power screw 6 drives a nut 9a, which 
is within the spring cage 8. 

Ankle torque is transmitted to the spring cage 8 via a 
slider crank mechanism. The prosthetic tube clamp 16 bolts 
to the crank arm 11, which rotates about the ankle axis pin 
13. The connecting link 9 connects the crank arm 11 to the 
spring cage 8 with pin joints at each connection. The spring 
cage 8 slides on a linear bearing comprised of plastic bearing 
surfaces below and a spring cage roller 4 and a series of 
bearing rollers that ride in the bearing roller track 5a from 
above. The spring cage 8 has a moment arm of 1.5" to the 
ankle axis. The relation between input motor angular veloc- 
ity and output ankle angular velocity is the transmission 
ratio. The transmission ratio is a nonlinear function of ankle 
angle due to the kinematics of the slider crank mechanism. 
The transmission ratio reaches a maximum of 319.2:1 at 9° 
ankle dorsiflexion, with 0° referring to a vertical shank while 
the foot is flat on the ground. The transmission ratio reduces 
to 318.6:1 at 13° ankle dorsiflexion and 206.6:1 at 32° ankle 
plantar flexion. The reduction in transmission ratio during 
plantar flexion helps to increase angular velocity of the ankle 
at extreme plantar flexion angles to servo the ankle quickly 
at reduced power screw speed and thus reduce related power 
screw noise. A higher transmission ratio is necessary during 
dorsiflexion when ankle torques are higher, thus reducing 
the torque required by the motor. 

Within the spring cage, the nut 9a is encapsulated by the 
nut housing Та, which provides rotational stability for the 
nut by using two parallel linear guide rods. Two linear ball 
bearings are press fit into the nut housing 1а, and the two 
cylindrical guide rods are fixed to the spring cage 8. This 
allows the nut 9а and nut housing 1а to slide axially within 
the spring cage 8, except as is prevented by series springs 
mounted between the nut housing Та and the spring cage 8. 
Each linear guide has two series springs concentric to it, for 
a total of 4 series springs. The series springs create an 
effective stiffness at the ankle joint. The plantar flexion 
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series compression spring 4a compresses during controlled 
plantar flexion. The spring constant of the plantar flexion 
spring is in the range of that of a spring constant fit to a 
normal human ankle during walking, determined with a 
linear fit to the ankle angle vs. torque diagram starting from 
heel strike and ending at foot flat. The spring constant 
however is tunable by the prosthetist to the user’s prefer- 
ence. This value could range from 40% to 300% from a 
median value of 0.6 normalized rotational stiffness about the 
ankle joint, normalized by body weight and foot length (e.g. 
a 70 kg person with foot length 26 cm gives a median 
stiffness of 107 N-m/rad). In dorsiflexion, the dorsiflexion 
series spring За comprises only a portion of the ankle 
stiffness. The remainder of the stiffness is carried by the 
parallel spring as discussed in the next section. The stiffness 
is set so that the force produced by compressing the dorsi- 
flexion series spring will not exceed the motor clutch 2 
torque for the range of possible ankle dorsiflexion angles. 
This dorsiflexion spring is necessary to center the nut 
housing 1а within the spring cage 8 and has a rotational 
stiffness about the ankle axis of 100 N-m/rad. The dorsi- 
flexion series compression spring 3a compresses during 
dorsiflexion. At the end of dorsiflexion when the dorsiflex- 
ion series compression spring 3a has reached its maximum 
value the nut housing 9a contacts the dorsiflexion bumper 
10a, which provides high drivetrain stiffness during pow- 
ered plantar flexion. The dorsiflexion bumper 10a is a steel 
coil spring concentric to the power screw 6 with a stiffness 
of 2080 Ib/in. The dorsiflexion bumper may also be a 
polyurethane spring or a rigid material. 

To offset motor torque required and thus reduce electric 
power required by the electric motor 1, a spring is placed in 
parallel with the ankle joint. The parallel spring 10 com- 
presses and produces ankle torque when the ankle angle 
decreases in dorsiflexion below a critical engagement angle. 
The parallel compression spring 10 is compressed by a 
cable, which is connected to the crank arm 11. A cable stop 
3 enables the spring to compress when the ankle angle 
decreases in dorsiflexion below a critical engagement angle 
but allows the cable to slide freely for any plantar flexion 
angles greater than that engagement angle. The cable wraps 
around the cable guide 12, which keeps a constant moment 
arm of 0.5" for the parallel spring about the ankle axis. The 
engagement angle of the parallel spring is set precisely with 
the parallel spring adjustment 14, via a set screw acting on 
acable stop. The engagement angle is set such that, when the 
ankle-foot mechanism is placed in a shoe, the longitudinal 
axis running through prosthetic tube clamp 16 becomes 
vertically aligned. 

The sum of the parallel spring stiffness and the dorsiflex- 
ion series spring stiffness comprises the desired total stiff- 
ness felt by the user during dorsiflexion. This value is 
initially with a normalized stiffness of a spring constant fit 
to anormal human ankle during walking, determined with a 
linear fit to the ankle angle vs. torque diagram starting from 
0° and ending at peak torque/dorsiflexion angle. The nor- 
malized value of stiffness is 3.4, normalized by body weight 
and foot length (e.g. a 70 kg person with foot length 26 cm 
gives a median stiffness of 600 N-m/rad). The stiffness may 
be tuned by the prosthetist within the range of 40% to 200% 
of the median value. 

The motor is outfitted with a parallel motor clutch 2, 
which fixes the motor shaft from spinning. The motor clutch 
has a default state to lock the motor shaft when power is cut 
to the system. This allows the ankle to continue to be used 
safely and efficiently without power. Additionally, the clutch 
is used during walking, since the spring constants are tuned 


10 


15 


20 


25 


30 


35 


40 


45 


50 


55 


60 


65 


60 


for a locked motor shaft. The clutch is locked during heel 
strike until the dorsiflexion bumper 10a is contacted by the 
nut housing 1а at approximately 11° ankle dorsiflexion. At 
that time simultaneously the clutch is unlocked and the 
motor is driven actively with a constant current until either 
a predetermined ankle plantar flexion angle is reached, or the 
ankle moment falls below a predetermined threshold. The 
predetermined values are set by the prosthetist during tuning 
of the ankle. At that time, the motor servos the ankle to 0° 
and then the clutch is locked to prepare for the next heel 
strike. If the ankle angle of 11° dorsiflexion is not reached, 
the clutch will not unlock for that gait cycle. Using the clutch 
in this method saves energy because the clutch uses no 
power when locked, compared to the energy that would be 
required to drive the motor to maintain a locked shaft. 

The sensors of the ankle include a motor encoder located 
underneath the motor encoder cover 17. An ankle angle 
encoder 18 senses the position of the foot with respect to the 
shank. A linear potentiometer senses the position of the nut 
housing within the spring cage. This measures the both the 
dorsiflexion and plantar flexion series spring compression. 
Using this compression measurement and the known stiff- 
ness of the series springs, force can be calculated. The force 
can be converted to ankle torque to get an accurate mea- 
surement of the ankle mechanics. The linear potentiometer 
consists of linear potentiometer brush 7a mounted to the nut 
housing Та, a linear potentiometer element 8а, mounted to 
the spring cage 8, and a protective linear potentiometer 
housing 6a, also mounted to the spring cage 8. 

The entire apparatus is mounted to a composite foot plate 
7, which provides a normal foot profile and provides com- 
pliance at the heel and toe. 

The fourth embodiment illustrates a catapult design for 
the control of joint impedance and power output as shown in 
FIG. 79. The components of design as seen in FIG. 79 are: 

1. electric motor 

2. motor angle encoder 

3. toe box 

4. power screw 

5. composite foot 

6. spring cage 
7. dorsiflexion compression spring 
8. linear guide carriage 
9. nut housing 
. plantarflexion compression spring 
. Spring cage 
. ankle axis pin 
. composite parallel spring 
. crank arm 
. parallel spring strap 
. power and data connection 
. pyramid mount 
. load cell and electronic hardware housing 
. inversion/eversion assembly 
. inversion/eversion springs 

The powered artificial ankle-foot system shown in FIG. 
79 is a bolt-on external prosthesis for lower extremity 
amputees. The prosthetic ankle-foot system is connected to 
the existing socket via the pyramid mount 17. The ankle 
attempts to simulate the natural joint mechanics of a normal 
human ankle during walking, stair ascent and descent, and 
ramp ascent and descent via a combination of springs, a 
motor with drivetrain, and a linkage. Several sensors provide 
feedback necessary to control the motor, determine the 
current state in the gait cycle, and to determine whether the 
user is on stairs, a ramp, or level ground. 
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An electric motor 1 provides active power input to the 
prosthetic ankle. The electric motor 1 is either a Maxon 
powermax 30 brushless DC motor with a 200 W continuous 
rating or a Maxon RE 40 brushed DC motor (pictured) with 
a 150 W continuous rating, or any other motor of similar 
power capability. The electric motor 1 is connected to a 
timing belt drive, that provides a reduction in speed to drive 
the parallel power screw 4. The belt drive is a single stage 
timing belt reduction. The timing belt drive tends to be 
quieter than other similar transmission technologies since 
the neoprene or polyurethane belt tends to absorb noise. The 
power screw 4 is either a Nook industries or NSK 10 mm 
diameter 3 mm lead ball screw or a 8 mm diameter 3 mm 
lead roller screw. The power screw 4 drives a nut and rigidly 
attached nut housing 9, which is within the spring cage 6. 

Ankle torque is transmitted to the spring cage 6 via a 
slider crank mechanism. Torque load is applied from the 
shank of the user to the two crank arms 14, which rotate 
about the ankle axis pin 12. There is one crank arm 14 on 
each side of the ankle to balance loads. Large 0.875" 
diameter torque tube type bearings are used at the ankle axis 
pin in order to maintain rigidity for inversion/eversion and 
internal/external rotation loads. The connecting links con- 
nect the crank arms 14 to the spring cage 6 with pin joints 
at each connection. The spring cage 6 slides on a linear 
bearing comprised of two parallel linear guides, each with 
two carriages, from above. The linear guides are mounted on 
the spring cage 6 and the carriages are mounted to the toe 
box 3. The spring cage 6 has a moment arm of 1.5" to the 
ankle axis. The relation between input motor angular veloc- 
ity and output ankle angular velocity is the transmission 
ratio. The transmission ratio is a nonlinear function of ankle 
angle due to the kinematics of the slider crank mechanism. 
The transmission ratio reaches a maximum at 9° ankle 
dorsiflexion, with 0° referring to a vertical shank while the 
foot is flat on the ground. The transmission ratio reduces 
slightly at 25° ankle dorsiflexion and significantly at 35° 
ankle plantar flexion. The reduction in transmission ratio 
during plantar flexion helps to increase angular velocity of 
the ankle at extreme plantar flexion angles to servo the ankle 
quickly at reduced power screw speed and thus reduce 
related power screw noise. A higher transmission ratio is 
necessary during dorsiflexion when ankle torques are higher, 
thus reducing the torque required by the motor. 

Within the spring cage 6, the nut is encapsulated by the 
nut housing 9, which provides rotational stability for the nut 
by using two parallel linear guide rods. Two linear ball 
bearings are press fit into the nut housing 19, and the two 
cylindrical guide rods are fixed to the spring cage 6. This 
allows the nut and nut housing 19 to slide axially within the 
spring cage 6, except as is prevented by series springs 
mounted between the nut housing 19 and the spring cage 6. 
The two series springs are mounted between the spring cage 
6 and the nut housing 9, concentric to the power screw 4. 

The series springs are of low stiffness and only compress 
significantly during use. During operation the motor can 
compress the springs from one end while the ankle com- 
presses them from the other end. By driving the motor to 
compress the spring while the spring is being loaded exter- 
nally, a virtual spring stiffness which is higher than the series 
spring is created. The control algorithm is likely to be 
constructed so that the motor compresses the spring when 
load applied to it is increasing, then holds the spring end 
constant when the spring is being unloaded. This creates a 
high virtual stiffness during compression and a low stiffness 
during unloading. The high stiffness followed by a low 
stiffness creates a triangular shaped ankle angle vs. torque 
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profile, which encloses area and thus provides net energy to 
the user. This control algorithm would be useful for both 
controlled plantar flexion and for dorsiflexion. 

The plantar flexion series spring 10 compresses during 
controlled plantar flexion. The dorsiflexion series spring 7 
compresses during dorsiflexion. 

The actual stiffness felt by the user is set by a virtual 
spring algorithm for the motor. The motor will output a 
torque based on the angle and angular velocity at the ankle 
axis, or possibly by measured ankle torque, or by applying 
an impedance control on the motor encoder. This allows for 
a controlled virtual stiffness and damping of the angle joint. 
The virtual stiffness is tunable by the prosthetist to the user’s 
preference. For the plantar flexion series spring 10, this 
value could range from 40% to 300% from a median value 
of 0.3 normalized rotational stiffness about the ankle joint, 
normalized by body weight and foot length (e.g. a 70 kg 
person with foot length 26 cm gives a median stiffness of 50 
N-m/rad). The damping is set to a low value, high enough to 
reduce oscillations of the system, but low enough so that 
significant energy loss is not felt at the ankle. In dorsiflexion, 
the spring constant value could range from 40% to 300% 
from a median value of 1.2 normalized rotational stiffness 
about the ankle joint, normalized by body weight and foot 
length (e.g. a 70 kg person with foot length 26 cm gives a 
median stiffness of 200 N-m/rad). The dorsiflexion virtual 
stiffness will increase this value by 0% to 300%. The 
dorsiflexion virtual stiffness carries only a portion of the 
ankle stiffness. The remainder of the stiffness is carried by 
the parallel spring as discussed in the next section. 

To offset motor torque required and thus reduce electric 
power required by the electric motor 1, a spring is placed in 
parallel with the ankle joint. The composite parallel spring 
10 is deflected by means of a parallel spring strap 15, which 
connects the top of the composite parallel spring 13 to the 
base of the load cell and electronic hardware housing 18. 
The flexible parallel spring strap 15 enables the spring to 
deflect when the ankle angle decreases in dorsiflexion below 
a critical engagement angle. However, the strap goes slack 
for any plantar flexion angles greater than that strap engage- 
ment angle, thus not deflecting the composite parallel spring 
13. The strap engagement angle of the parallel spring is set 
precisely with adjustment screws located in the base of the 
load cell and electronic hardware housing 18. The engage- 
ment angle is set such that, when the ankle-foot mechanism 
is placed in a shoe, the longitudinal axis running through 
pyramid mount 17 is vertically aligned. 

The parallel stiffness plus the controlled virtual stiffness 
of the motor comprise the desired total stiffness felt by the 
user during dorsiflexion. This value is initially set with a 
normalized stiffness of a spring constant fit to a normal 
human ankle during walking, determined with a linear fit to 
the ankle angle vs. torque diagram starting from 0° and 
ending at peak torque/dorsiflexion angle. The normalized 
value of stiffness is 3.4, normalized by body weight and foot 
length (e.g. a 70 kg person with foot length 26 cm gives a 
median stiffness of 600 N-m/rad). The stiffness for the 
composite parallel spring will be on average about 1⁄4 of the 
desired total stiffness, with the controlled virtual stiffness 
maxing up the other 23:48. The stiffness may be tuned by the 
prosthetist within the range of 40% to 200% of the median 
value. The stiffness is tuned by means of swapping com- 
posite parallel spring plates. The virtual stiffness, set by the 
motor control algorithm provides fine control over the total 
stiffness and also allows the stiffness to be adjusted in real 
time for terrain variations. 
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In order to provide additional comfort and natural feeling 
to the user, the ankle has an additional degree of freedom 
which provides subtalar joint inversion/eversion. This is 
accomplished by inversion/eversion assembly 19. The inver- 
sion/eversion assembly 19 consists of three main parts, a 
bottom plate that mounts to the two crank arms 14, a top 
plate that mounts to the load cell and electronic hardware 
housing 18, and a center pin which provides the rotational 
degree of freedom. The center pin is parallel to the motor 1 
and the power screw 4. The plates rotate about the center pin 
to provide inversion/eversion movements. Two inversion/ 
eversion springs 20 provide rotational inversion/eversion 
stiffness. This stiffness is tuned by the prosthetist to the 
user’s preference, and to achieve a natural gait pattern. This 
stiffness is typically in the range of 20%-500% about a 
median normalized stiffness of 0.3, normalized by foot 
width and body weight (e.g. a 70 kg person with a foot width 
of 9 cm has a median stiffness of 20 N-m/rad). The two 
inversion/eversion springs 16 can each be set to distinct 
stiffnesses to enable separate tuning of inversion and ever- 
sion. Typically eversion is set to a slightly stiffer value than 
inversion. The inversion/eversion springs 16 are currently 
polyurethane springs, but could be any suitable spring 
material. 

The sensors of the ankle include a motor encoder 2. An 
ankle angle encoder senses the position of the foot with 
respect to the shank. The load cell, constructed by placing 
strain gauges on the inside surfaces of the load cell and 
electronic hardware housing 18, is used to get an accurate 
measurement of the ankle mechanics. Additionally an iner- 
tial measurement unit (IMU) is located inside the load cell 
and electronic hardware housing 18. The IMU is composed 
of a three axis accelerometer and one to three ceramic 
gyroscopes. The IMU is thus capable of measuring three 
dimensional angles of the shank with respect to gravity, 
angular velocities, and accelerations. The acceleration can 
also be double integrated, after subtracting the acceleration 
component of gravity, to give a change in position. The IMU 
is useful in detecting stair ascent and descent, and ramp 
ascent and descent. 

The entire apparatus is mounted to a composite foot plate 
5, which provides a normal foot profile and provides com- 
pliance at the heel and toe. The size of the composite foot 
plate 5 is set to be appropriate for the user by the prosthetist. 
Stiffness of the toe and heel can be adjusted by selecting 
different composite foot plates 5 with different integral 
stiffnessses. 

The fifth embodiment illustrates а force-controllable 
actuator design for the control of joint impedance and power 
as shown in FIGS. 80-83. The components of design as seen 
in FIGS. 80-83 are: 

1 electric motor 

2 motor angle encoder 

3 toe box 

4 nut housing 

5 composite foot 

6 spring cage 

7 connecting link 

8 crank arm 

9 ankle axis pin 

10 composite parallel spring 

11 parallel spring strap 

12 power and data connection 

13 pyramid mount 

14 load cell and electronic hardware housing 

15 inversion/eversion assembly 

16 inversion/eversion springs 
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17 nut 

18 plantar flexion compression spring 

19 nut housing 

20 linear ball bearing 

21 linear guide rod 

22 dorsiflexion compression spring 

23 power screw 

The powered artificial ankle-foot system shown in FIGS. 
80-83 is a bolt-on external prosthesis for lower extremity 
amputees. The prosthetic ankle-foot system is connected to 
the existing socket via the pyramid mount 13. The ankle 
attempts to simulate the natural joint mechanics of a normal 
human ankle during walking, stair ascent and descent, and 
ramp ascent and descent via a combination of springs, a 
motor with drivetrain, and a linkage. Several sensors provide 
feedback necessary to control the motor, determine the 
current state in the gait cycle, and to determine whether the 
user is on stairs, a ramp, or level ground. 

An electric motor 1 provides active power input to the 
prosthetic ankle. The electric motor 1 is either a Maxon 
powermax 30 brushless DC motor with a 200 W continuous 
rating or a Maxon RE 40 brushed DC motor (pictured) with 
a 150 W continuous rating, or any other motor of similar 
power capability. The electric motor 1 is connected to a 
timing belt drive, that provides a reduction in speed to drive 
the parallel power screw 23. The belt drive is a single stage 
timing belt reduction with a pulley ratio of 21:10. The timing 
belt drive tends to be quieter than other similar transmission 
technologies since the neoprene or polyurethane belt tends 
to absorb noise. The power screw 23 is either a Nook 
industries or NSK 10 mm diameter 3 mm lead ball screw or 
a 8 mm diameter 3 mm lead roller screw. The power screw 
23 drives a nut 17, that is within the spring cage 6. 

Ankle torque is transmitted to the spring cage 6 via a 
slider crank mechanism. Torque load is applied from the 
shank of the user to the two crank arms 8, which rotate about 
the ankle axis pin 9. There is one crank arm 8 on each side 
of the ankle to balance loads. Large 0.875" diameter torque 
tube type bearings are used at the ankle axis pin in order to 
maintain rigidity for inversion/eversion and internal/external 
rotation loads. The connecting links 7 connect the crank 
arms 8 to the spring cage 6 with pin joints at each connec- 
tion. The spring cage 6 slides on a linear bearing comprised 
of two parallel linear guides, each with two carriages, from 
above. The linear guides are mounted on the spring cage 6 
and the carriages are mounted to the toe box 3. The spring 
cage 8 has a moment arm of 1.5" to the ankle axis. The 
relation between input motor angular velocity and output 
ankle angular velocity is the transmission ratio. The trans- 
mission ratio is a nonlinear function of ankle angle due to the 
kinematics of the slider crank mechanism. The transmission 
ratio reaches a maximum of 167:1 at 9° ankle dorsiflexion, 
with 0° referring to a vertical shank while the foot is flat on 
the ground. The transmission ratio reduces to 165:1 at 25° 
ankle dorsiflexion and 55:1 at 35° ankle plantar flexion. The 
reduction in transmission ratio during plantar flexion helps 
to increase angular velocity of the ankle at extreme plantar 
flexion angles to servo the ankle quickly at reduced power 
screw speed and thus reduce related power screw noise. A 
higher transmission ratio is necessary during dorsiflexion 
when ankle torques are higher, thus reducing the torque 
required by the motor. 

Within the spring cage 6, the nut 17 is encapsulated by the 
nut housing 19, which provides rotational stability for the 
nut by using two parallel linear guide rods 21. Two linear 
ball bearings 20 are press fit into the nut housing 19, and the 
two cylindrical guide rods are fixed to the spring cage 6. This 
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allows the nut 17 and nut housing 19 to slide axially within 
the spring cage 6, except as is prevented by series springs 18, 
22 mounted between the nut housing 19 and the spring cage 
6. The two series springs 18, 22 are mounted between the 
spring cage 6 and the nut housing 19, concentric to the 
power screw 23. The series springs 18, 22 are of high 
stiffness and only compress minimally during use (~1 to 2 
mm maximum compression in walking). The main feature 
provided by the springs is that they provide shock tolerance 
to the drivetrain, they increase the stability of the control 
algorithm, and they provide noise absorption. The plantar 
flexion series spring 18 compresses during controlled plantar 
flexion. The dorsiflexion series spring 22 compresses during 
dorsiflexion. 

The actual stiffness felt by the user is set by a controlled 
back-driving algorithm for the motor. The motor will output 
a torque based on the angle and angular velocity that it is 
being back-driven with. This allows for a controlled virtual 
stiffness and damping of the ankle joint. The virtual stiffness 
is tunable by the prosthetist to the user’s preference. This 
value could range from 40% to 300% from a median value 
of 0.6 normalized rotational stiffness about the ankle joint, 
normalized by body weight and foot length (e.g. a 70 kg 
person with foot length 26 cm gives a median stiffness of 
107 N-m/rad). The damping is set to a low value, high 
enough to reduce oscillations of the system, but low enough 
so that significant energy loss is not felt at the ankle. In 
dorsiflexion, the dorsiflexion virtual stiffness carries only a 
portion of the ankle stiffness. The remainder of the stiffness 
is carried by the parallel spring as discussed in the next 
section. 

To offset motor torque required and thus reduce electric 
power required by the electric motor 1, a spring is placed in 
parallel with the ankle joint. The composite parallel spring 
10 is deflected by means of a parallel spring strap 11, which 
connects the top of the composite parallel spring 10 to the 
base of the load cell and electronic hardware housing 14. 
The flexible parallel spring strap 11 enables the spring to 
deflect when the ankle angle decreases in dorsiflexion below 
a critical engagement angle. However, the strap goes slack 
for any plantar flexion angles greater than that strap engage- 
ment angle, thus not deflecting the composite parallel spring 
10. The strap engagement angle of the parallel spring is set 
precisely with adjustment screws located in the base of the 
load cell and electronic hardware housing 14. The engage- 
ment angle is set such that, when the ankle-foot mechanism 
is placed in a shoe, the longitudinal axis running through 
pyramid mount 13 is vertically aligned. 

The parallel stiffness plus the controlled virtual stiffness 
of the motor comprise the desired total stiffness felt by the 
user during dorsiflexion. This value is initially set with a 
normalized stiffness of a spring constant fit to a normal 
human ankle during walking, determined with a linear fit to 
the ankle angle vs. torque diagram starting from 0° and 
ending at peak torque/dorsiflexion angle. The normalized 
value of stiffness is 3.4, normalized by body weight and foot 
length (e.g. a 70 kg person with foot length 26 cm gives a 
median stiffness of 600 N-m/rad). The stiffness may be tuned 
by the prosthetist within the range of 40% to 200% of the 
median value. The stiffness is tuned by means of swapping 
composite parallel spring plates. The virtual stiffness, set by 
the motor control algorithm provides fine control over the 
total stiffness and also allows the stiffness to be adjusted in 
real time for terrain variations. 

Іп order to provide additional comfort and natural feeling 
to the user, the ankle has an additional degree of freedom 
which provides subtalar joint inversion/eversion. This is 


25 


40 


45 


60 


65 


66 


accomplished by inversion/eversion assembly 15. The inver- 
sion/eversion assembly 15 consists of three main parts, a 
bottom plate which mounts to the two crank arms 8, a top 
plate which mounts to the load cell and electronic hardware 
housing 14, and a center pin which provides the rotational 
degree of freedom. The center pin is parallel to the motor 1 
and the power screw 23. The plates rotate about the center 
pin to provide inversion/eversion. Two inversion/eversion 
springs 16 provide rotational inversion/eversion stiffness. 
This stiffness is tuned by the prosthetist to the user’s 
preference, and to achieve a natural gait pattern. This 
stiffness is typically in the range of 20%-500% about a 
median normalized stiffness of 0.3, normalized by foot 
width and body weight (e.g. a 70 kg person with a foot width 
of 9 cm has a median stiffness of 20 N-m/rad). The two 
inversion/eversion springs 16 can each be set to distinct 
stiffnesses to enable separate tuning of inversion and ever- 
sion. Typically eversion is set to a slightly stiffer value than 
inversion. The inversion/eversion springs 16 are currently 
polyurethane springs, but could be any suitable spring 
material. 

The sensors of the ankle include a motor encoder 2. An 
ankle angle encoder senses the position of the foot with 
respect to the shank. The load cell, constructed by placing 
strain gauges on the inside surfaces of the load cell and 
electronic hardware housing 14, is used to get an accurate 
measurement of the ankle mechanics. Additionally an iner- 
tial measurement unit (IMU) is located inside the load cell 
and electronic hardware housing 14. The IMU is composed 
of a three axis accelerometer and one to three ceramic 
gyroscopes. The IMU is thus capable of measuring three 
dimensional angles of the shank with respect to gravity, 
angular velocities, and accelerations. The acceleration can 
also be double integrated, after subtracting the acceleration 
component of gravity, to give a change in position. The IMU 
is useful in detecting stair ascent and descent, and ramp 
ascent and descent. 

The entire apparatus is mounted to a composite foot plate 
5, which provides a normal foot profile and provides com- 
pliance at the heel and toe. The size of the composite foot 
plate 5 is set to be appropriate for the user by the prosthetist. 
Stiffness of the toe and heel can be adjusted by selecting 
different composite foot plates 5 with different integral 
stiffness’ 8. 

The teachings of U.S. patent application Ser. No. 11/395, 
448, now abandoned, filed on Mar. 31, 2006, which claimed 
the benefit of U.S. Provisional Application No. 60/666,876, 
filed on Mar. 31, 2005, and 60/704,517, filed on Aug. 1, 
2005, are incorporated by reference in their entirety. 
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CONCLUSION 


It is to be understood that the methods and apparatus 
described above are merely illustrative applications of the 
principles of the invention. Numerous modifications may be 
made to the methods and structures described without 
departing from the spirit and scope of the invention. 
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What is claimed is: 

1. An artificial ankle-foot device for an orthosis, prosthe- 
sis or exoskeleton, comprising: 

a) a first member and a second member that are connected 
for movement relative to one another and thereby 
define an ankle joint; 

b) an ankle actuator linked between the first and second 
members, the actuator including 
i) a motor, 

ii) a transmission, and 
11) a series spring in series with the motor, 
iv) wherein the transmission is non-backdriveable; 

c) at least one of 
i) a joint position sensor, 

ii) a motor position sensor, and 
iii) an inertial measurement unit (IMU); 

d) a processor communicatively linked to the ankle actua- 
tor and the at least one sensor, the processor configured 
to receive sensory information from the at least one 
sensor, wherein the processor controls the motor to 
adjust the ankle joint spring equilibrium position dur- 
ing the swing phase of a gait cycle to improve ankle- 
foot device function during the subsequent stance 
phase, wherein once the ankle joint spring equilibrium 
position has been adjusted during the swing phase, the 
motor turns off to conserve power-supply energy dur- 
ing the subsequent stance period. 

2. The ankle-foot device of claim 1, wherein the processor 
adapts the ankle joint spring equilibrium position to envi- 
ronmental conditions. 

3. The ankle-foot device of claim 2, wherein the environ- 
mental conditions include walking speed and surface terrain. 

4. The ankle-foot device of claim 1, wherein the at least 
one sensor includes the IMU, and wherein accelerations 
measured using the IMU are integrated with the processor 
after subtracting the acceleration component of gravity to 
estimate linear positions of the ankle-foot device. 

5. The ankle-foot device of claim 4, wherein the estimated 
linear positions are used to detect stair ascent and descent, 
and ramp ascent and descent patterns, and based on these 
gait patterns the processor adjusts ankle joint spring equi- 
librium position to improve ankle function. 

6. The ankle-foot device of claim 1, wherein the first 
member is a composite foot and the second member is a 
spring housing. 

7. An artificial ankle-foot device for an orthosis, prosthe- 
sis or exoskeleton, comprising: 

a) a first member and a second member that are connected 

for movement relative to one another and thereby 
define an ankle joint; 
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b) an ankle actuator linked between the first and second 
members, the actuator including 
1) a motor, 

1) a transmission, and 
lii) a series spring, 
iv) wherein the transmission is non-backdriveable; 

c) at least one sensor including an inertial measurement 
unit (IMU); 

d) a processor communicatively linked to the ankle actua- 
tor and the at least one sensor, the processor configured 
to receive sensory information from the at least one 
sensor, wherein the processor controls the ankle joint 
spring equilibrium position during the swing phase of 
a gait cycle to improve ankle-foot device function 
during the subsequent stance phase, wherein accelera- 
tions measured using the IMU are integrated with the 
processor after subtracting the acceleration component 
of gravity to estimate linear positions of the ankle-foot 
device, the estimated linear positions being used to 
detect stair ascent and descent, and ramp ascent and 
descent patterns, and based on these gait patterns the 
processor adjusting ankle joint spring equilibrium posi- 
tion to improve ankle function. 

8. An artificial ankle-foot device for an orthosis, prosthe- 

sis or exoskeleton, comprising: 

a) a first member and a second member that are connected 
for movement relative to one another and thereby 
define an ankle joint; 

b) an ankle actuator linked between the first and second 
members, the actuator including 
i) a motor, 

ii) a transmission, and 
iii) a series spring in series with the motor, 
iv) wherein the transmission is non-backdriveable; 

c) at least one sensor including an inertial measurement 
unit (IMU); and 

d) a processor communicatively linked to the ankle actua- 
tor and the at least one sensor, the processor configured 
to receive sensory information from the at least one 
sensor, wherein the processor controls the motor to 
adjust the ankle joint spring equilibrium position dur- 
ing the swing phase of a gait cycle to improve ankle- 
foot device function during the subsequent stance 
phase, wherein accelerations measured using the IMU 
are integrated with the processor after subtracting the 
acceleration component of gravity to estimate linear 
positions of the ankle-foot device. 
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